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Abstract
Dysphagia, the dysfunction of swallowing, is a common complication of
neurological conditions, and presents increased risk of morbidity, mor-
tality, and may critically reduce the subject’s quality of life.
The early detection of dysphagia is essential to maintaining the subject’s
health, while accurate diagnosis of the physiological source of dyspha-
gia is essential for successful treatment. ’Silent’ dysphagia, where there
are no outward symptoms, is a particular concern, as many screening
processes rely on patients self-reporting difficulties.
A gap exists in available instrumentation, between simple techniques,
which are subjective and require experience to employ, and highly sophis-
ticated instruments, which are invasive to the patient and resource inten-
sive. This thesis addresses this by exploring the possibility of develop-
ing instrumentation techniques which present the potential for portable,
non-invasive solutions, which are relatively inexpensive and require dra-
matically less expertise to employ, enabling more effective dysphagia
screening procedures to be introduced to clinical practice.
This thesis develops the means for measuring laryngeal motion by the
use of a non-invasive throat-mounted sensor in four stages: firstly, a
mathematical and a physical model of the larynx are constructed to de-
velop our understanding of the relationship between laryngeal motion
and sensor signals; secondly, swallowing sensor data was captured from
23 healthy participants; thirdly, the data from the participants was anal-
ysed to evaluate alternative data processing techniques, and to develop
an understanding of practical factors deriving from inter-personal vari-
ations in physiology; finally, a prototype instrument was constructed,
based on specifications evolved from our analysis.
Initial testing of the prototype instrument has demonstrated the validity
of the concepts employed in its design: it is straight-forward to use, com-
pact, portable, non-invasive, and can be used to quantitatively measure
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This thesis presents interdisciplinary research which applies engineering principles
to the evaluation and design of instrumentation intended for clinical screening, di-
agnosis, and evaluative processes.
The topic of the research is pharyngeal dysphagia, and the main technologies
developed upon are accelerometry and gyrometry.
The methods used in this thesis include mathematical modelling, physical mod-
elling, regression analysis, and exploratory research featuring healthy participants.
Several important discoveries regarding the application of accelerometry and
gyrometry to the measurement of laryngeal elevation are presented. The design of
an instrument based on our findings, and the construction and testing of a prototype
based on this design are also presented.
Recommendations for future research, and guidance for future work that may
develop on the technologies studied in this body of work are presented in the dis-
cussion.
1
1.2 Motivation for Research: Dysphagia
Dysphagia, or the dysfunction of swallowing, is a major cause of morbidity, mortality
and malnourishment [1]. Hospital stays are lengthened by dysphagia and quality
of life is greatly reduced [1]. Dysphagia presents commonly as a complication of
neurological conditions [2]–[5]. The Royal College of Physicians advise that it is
“essential” to the care of stroke patients that dysphagia is detected as early as
possible [6]. The greatest danger presented by dysphagia is food or drink entering
the airway. This is termed aspiration, and commonly results in chest infections,
such as pneumonia [4], [5]. It may be argued that the goal of dysphagia treatment
is to minimise risk of aspiration.
Silent aspiration is a particular concern to clinicians [7]. It has been a past
assumption that ingestion of food and drink into the airway would necessarily cause
discomfort, and result in coughing or choking, however studies have shown that up to
39% of dysphagic stroke patients, 77% of dysphagic traumatic brain injury patients,
78% of dysphagic patients with intellectual or motor disabilities and 96% of children
with developmental dysphagia aspirated silently [7], [8] – these are routinely missed
by many of the simple tests and screening tools available to clinicians.
1.2.1 Deglutation: The swallowing process
To understand the approach taken in this work, it is important to have an under-
standing of the swallowing process and swallowing apparatus.
Deglutation is the term for the entire swallowing process, in which a bolus travels
from the lips to the stomach. As deglutation involves a series of separate processes,
it is usually divided into three phases: oral, pharyngeal and esophageal. The oral
phase begins at the lips, ends when the bolus enters the pharynx, and is mostly
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concerned with preparation of the bolus for transport. This phase involves salivation,
chewing, and manipulation of the bolus with the tongue. The pharyngeal phase
begins as the bolus enters the pharynx, and ends when the bolus passes the Upper
Esophageal Sphincter (UES). This phase mostly involves protection of the airway.
The esophageal phase begins as the bolus enters the UES, ends when the bolus enters
the stomach, and is simply a process of the bolus being pushed along as efficiently
as possible.
1.2.2 The anatomy of swallowing
The swallowing apparatus used in each swallowing phase, together with its function,
is outlined below. The relative position of parts of the anatomy referenced below
can be seen in figure 1.1.
Oral phase In the oral phase, the teeth, lower jaw, and masseter muscle are used
for chewing [9], which has the function of breaking solids into smaller pieces [9].
The orbicularis oris muscles are responsible for keeping the bolus in the mouth [9],
[10]. The salivary glands produce saliva, which lubricates the bolus, and contains
enzymes which begin the digestion process [9]. The tongue is used to move the bolus
around the mouth, and to push the bolus into the pharynx once it is sufficiently
smooth and lubricated [9].
Pharyngeal phase The epiglottis and vocal folds act to protect the airway (tra-
chea) from ingress of the bolus [9], [11] (i.e. aspiration.) The larynx, cricoid, hyoid
bone, connecting tissue, and Laryngeal Strap Muscles (LSM) assist in widening
the pharynx, moving the entry to the airway and pushing the bolus towards the
UES [11], [12]. The laryngeal prominence (LP) is visible beneath the skin and can
be used to see and feel (palpate) the laryngeal elevation [9].
3
Figure 1.1: An illustrated cross-section of the head and neck. By Arcadian [Public
domain], via Wikimedia Commons.
Esophageal phase The UES opens to allow the bolus to progress [11]. The
esophagus is a fibromuscular tube [9], [10], which constricts in waves to push the
bolus along towards the stomach [10], [12]. The Lower Esophagal Sphincter (LES)
closes to prevent stomach acid from entering the esophagus, and opens to allow the
bolus to enter the stomach [10], [12].
4
1.2.2.1 Dysphagia Etiology
Dysphagia is essentially the result of disruption to any of the mechanisms described
above, which may be as a result of injury, disability, age [13], disease, or stroke [3].
There is disagreement on whether age-related swallowing impairment should be re-
garded as dysphagia, or as a normal result of age, so as to reserve the term for
more severe impairment [14]. The term ’presbyphagia’, meaning old-age swallow-
ing, is used to aid this distinction [15]. Dysphagia that originates from disruption
to the nervous system is commonly referred to as neurogenic dysphagia [11], [16].
Dysphagia is also a common result of pharyngeal or esophageal cancer [17], as tu-
mours may block the passage of a bolus, or reduce the efficiency of airway-protection
mechanisms. In addition, surgery to remove such tumours, as well as other head-
and-neck procedures (for example, glossectomy) may also result in dysphagia due
to the disruption of swallowing anatomy [18].
1.2.3 The Purpose(s) of Dysphagia Instrumentation
Dysphagia instrumentation has multiple distinct purposes, falling roughly into three
categories:
Screening A pre-diagnosis process designed to provide a high degree of confidence
that the patient is at low risk of dysphagia, allowing them to leave the care
pathway. Those that are not cleared by the screening process are referred for
a full assessment. As the usual intention of screening is to spare diagnostic
resources, it is important that the screening process is either quicker, cheaper,
or requires less expertise to carry out, than a full diagnosis. Preferably, the
screening procedure will be all three.
Diagnosis A process designed to determine, in as much detail as possible, the na-
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ture and cause of a patient’s complaint. A patient who has been referred to
a dysphagia specialist with suspected dysphagia must be examined in greater
detail, using sophisticated instruments and techniques, so that the most ap-
propriate treatment or intervention may be prescribed.
Monitoring, or Progress Tracking To determine if the patient’s condition is im-
proving or deteriorating over time, the symptoms of dysphagia are quantified
and recorded. Ideally, instrumentation assists in the quantification of symp-
toms. There must also be adequate consistency in the measurements for the
clinical significance of changes to be judged by the clinician.
Both screening and monitoring are best served by quantitative measurements, so
that they can be carried out by non-specialist clinicians. Imaging and other types
of non-quantitative instrumentation types may be appropriate for diagnosis, as it is
carried out by experts.
1.3 Dysphagia Screening
There is currently a gap in appropriate instrumentation for assessing dysphagia,
between the simple, subjective techniques that may be used to detect warning signs,
and the complex, expensive, invasive techniques which require specialist interpre-
tation, but provide the clinician with a sufficiently comprehensive view of their
patient’s deglutation to perform a diagnosis [19].
Single clinical features, such as gagging have low sensitivity and specificity [2],
[4], and are inconsistent across studies [2], [4]. As a result, best practice for screening
is currently an aggregation of simple tests conducted in a standardised way (called
swallowing screening tools (SSTs)), but the fact that no SST has achieved consen-
sus [2] is indicative of the lack of efficacy of such tools. There is, however, evidence
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that use of a SST produces significantly better outcomes than no tool at all [20].
1.3.1 Theory of Screening
Effective screening processes are necessary to ensure that, firstly: health problems
are detected early, before they develop into disease [2], [21], [22], and secondly:
specialists’ time, or expensive resources, are not wasted by application to large
numbers of people who do not need intervention [2], [21], [22].
A screening process must first identify as high a proportion of those who are at
risk as possible (achieving high sensitivity,) then eliminate as many of those at risk
who require no further treatment as possible (achieving high specificity,) with as
little requirement of specialist resources as possible (achieving cost-effectiveness).
1.3.2 Ethics in Screening
To be ethical, screening must be applied in such a way as that the benefit to the
patient – in terms of increasing the likelihood of successful intervention – outweighs
the harm to the patient – in terms of worry caused by false positives, unnecessary
interventions and indeed undergoing the screening procedure itself, if it involves the
use of invasive techniques [21].
1.3.3 Specifications for a Screening Instrumentation Tech-
nique
It is well established which sections of the population are at most risk of dysphagia:
stroke victims [2], [3], those with neuro-degenerative conditions [4], [5], [11], learning
disabilities [23], and cerebral palsy [24]. It is also well established that repeated and
unexplained bouts of pneumonia, other chest infections and reduced nutrition are
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also indicative of dysphagia [2], [9], [20], [25].
Current limitations of screening lie in narrowing down patients from those who
have been identified as at-risk, mainly due to limitations in available instrumentation
techniques [2], [11], [22], [25].
As it is important that a screening process can be carried out by as wide a range of
healthcare professionals as possible, instrumentation for this purpose must require
minimal training to be used effectively [22]. As it is important that a screening
process is carried out widely, it is important that the equipment necessary is not
overly expensive. It is similarly important that the instrumentation is minimally
invasive [26] and preferable that it is portable [26]. Finally, it is vital that it takes
quantitative measurements, as, for the performance of a screening process to be
consistent, it is the designers of the screening process – who should be experts in
their field – who make decisions on thresholds for further investigation; judgement
calls should not be required of those carrying out the screening tests, who (as stated
above) may be minimally trained, and not experts in dysphagia.
The work documented in this thesis was therefore carried out with the aim
of developing instrumentation techniques which meet the above requirements, and
are suitable for providing a quantitative measure which may aid calculation of an
individual’s risk of dysphagia, as well as assist in identifying the cause thereof.
1.4 Research Rationale and Objectives
The development of instrumentation that is portable and non-invasive, that requires
minimal training to use, that is relatively inexpensive to manufacture, and can be
used to take quantitative measurements of deglutation physiology, is of vital impor-
tance to the future of assessment, screening, diagnosis and monitoring of dysphagia.
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Of further concern is the detection of silent aspiration, as many existing screening
tools rely on visible or self-reported discomfort and difficulty with swallowing, for
example choking and coughing – such signs are absent in patients with severe paresis
of the larynx, potentially leaving such individuals undiagnosed for a critical length
of time, allowing secondary pneumonia and other complications to occur.
Accelerometry has been used as the basis of a number of experimental bedside
clinical examination systems, but has not been adopted more widely, as there are
significant unanswered questions regarding what is actually being measured.
The objectives of the work described in this thesis are therefore:
1. To examine the underlying physiology of the pharyngeal phase of deglutation
2. To model the relationship between laryngeal motion and the sensor’s output
3. To better explain and interpret the accelerometer’s signals
4. To prepare the grounds for the development of a viable instrument for assess-
ment and screening of dysphagia
1.5 Thesis Organisation
Chapter 2: Literature Review reviews relevant literature to establish the state of
art.
Chapter 3: Methodology defines the models used to describe how laryngeal mo-
tion is measured by the sensors and describes the methods and materials used to
capture data from human participants.
Chapter 4: Results presents the results from experiments following the methods
described in chapter 3.
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Chapter 5: Further Analysis and Instrument Design contains analysis of the
results from chapter 4 in the context of objective 4 of this body of work (see section
1.4 of this chapter), and charts the development to-date of a prototype instrument.
Chapter 6: Discussion discusses the results from chapter 4 and analysis from
chapter 5 in the context of the literature reviewed in chapter 2, to develop on
emergent themes, make further recommendations, and conclude the thesis.
1.6 Contributions
The contributions of this thesis to new knowledge lie within the realms of phys-
iological modelling, engineering analysis and instrument design, and have clinical
implications for the assessment of dysphagia. The specific contributions are as fol-
lows:
1. The development of a simulation model which describes the basic motion of
the larynx during deglutation, and simulates the effect of laryngeal prominence
size, and speed of laryngeal elevation, on a throat mounted sensor (chapter 3)
2. The development of a mechanical model of the human throat, which simulates
laryngeal elevation, and allows for a sensor to be mounted on the model’s skin
(chapter 3)
3. The development of a data capture system, which records accelerometer and
gyrometer signals, and displays them in real time (chapter 3)
4. It is demonstrated that a throat-mounted sensor will tilt in response to laryn-
geal elevation (chapter 4)
5. It is demonstrated that the size of a subject’s laryngeal prominence will directly
impact the peak of accelerometry signals (chapter 4)
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6. It is established that the tilt of a sensor positioned immediately superior to the
laryngeal prominence increases linearly with elevation of the larynx, given that
the length of the sensor is greater than the peak laryngeal elevation (chapter
4)
7. The principle that the combination of two inertial measurement units with
knowledge of a subject’s laryngeal prominence size is sufficient to accurately
measure laryngeal elevation over time (chapter 5)
1.6.1 Talks and Conference Presentations
 Quantitative and Portable Instrumentation for Dysphagia was presented [27]
at the International Graduate Forum on Advanced Instrumentation and Mea-
surement Technology 2014, annexed to the 5th International Symposium on
Test Automation Instrumentation in Beijing.
 The developing work was presented yearly in group seminars to the University
of Kent Instrumentation, Control and Embedded Systems Research Group.
1.6.2 Conference Posters
 The use of Gyrometry to correctly interpret accelerometry in dysphagia was
accepted as abstract [28] to the 5th European Society for Swallowing Disorders
Congress 2015 in Barcelona, and presented in poster format.
 Quantitative and qualitative instrumentation for dysphagia was accepted as
abstract [29] to the 5th UK Swallowing Research Group Conference in London,
and presented in poster format.
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1.6.3 Manuscript
 A research paper manuscript titled Cross-disciplinary approach to quantify-
ing the effects of individuals physiology on laryngeal accelerometry has been




In this chapter, we examine the literature relevant to the topic of this thesis, to
establish the state of art and the evidential basis for our methods. Due to the inter-
disciplinary nature of the topic, we cover the basic knowledge required for both
the technical and clinical reader to follow the work presented and discussed in this
thesis. The chapter begins with the physiological, proceeds with the clinical, before
focusing on the technical aspects of laryngeal dysphagia instrumentation.
In sections 2.1 to 2.3 we examine the clinical side, in order to establish what
is known about the condition of dysphagia. We briefly look at the history of the
study of swallowing disorders, before focusing on silent aspiration, which presents a
particular challenge to the screening and assessment of dysphagia.
Section 2.5 lists the instrumentation techniques used in current clinical practice,
as well as those under active research in the literature. As accelerometry is selected
as the basis for the work in this thesis, the theory of the family of device that
accelerometers belong to, Inertial Measurement Unit (IMU), is introduced in section
2.6.
In section 2.7, the detail of research into laryngeal accelerometry is critiqued,
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while in section 2.8 the regulatory concerns for the development of medical devices
is introduced.
The chapter is concluded in section 2.9 with a summary of findings, which serve
as a justification for the approach presented in chapter 3: Methodology.
2.1 Study of Swallowing Disorders
Swallowing disorders have been the subject of scientific study for several hundred
years, over which period the approach to and categorization of dysphagia has under-
gone several changes. While references to dysphagia can be found in lists of maladies
from as early as 1768 [30], it appeared to be viewed in literature as a (possibly fa-
tal) symptom of another condition [31]–[33] rather than a condition to be studied
in itself. Cases which report dysphagia as the primary condition of study appear
in literature in the 1940’s, such as a case reported by Thorpe [34], which is cured
by tonsillectomy. Categorization of dysphagia around swallowing phase appears in
literature from around 1960 [35], [36], as does literature regarding oral, pharyngeal,
and esophageal dysphagia separately, and as a primary condition [37], [38].
Research into dysphagia tends to be targeted towards patient groups who share a
particular diagnosis (e.g. cerebral-vascular accident, motor-neurone disease), which
makes it difficult to gain a complete view of its incidence in the general population;
indeed there is a far greater quantity of literature regarding dysphagia in stroke
patients than of any other patient group.
Huckabee, Lamvik and Jones investigated pharyngeal mis-sequencing as a mech-
anism causing dysphagia, and criticised the undue focus on weakness only, especially




Silent aspiration is the term for ingestion of a bolus, or part of a bolus, into the
airway with no outward symptoms – i.e. no gagging, coughing or choking. There is
significant concern that many early assessment procedures are insensitive to silent
aspiration, as they rely greatly on self-reported difficulty swallowing, and simple
observation of a clinician, for example in the water-swallow test. A retrospective
study by Smith et al. [8] of Videofluoroscopic Study of Swallowing (VFSS) from 1101
patients, with diverse diagnoses, visiting two acute care hospitals over a two year
period, found that of the included patients who aspirated (467 patients, 43%), 59%
(276 patients) aspirated silently. Other studies provide estimates for the incidence
of silent aspiration which range from 28% to 94%, for varying populations [7], [8].
The mechanisms by which silent aspiration occur are known to include muscle
weakness (affecting the efficiency of protection mechanisms,) reduced sensation in
the pharynx (preventing the triggering of protective reflexes and/or impairing or
delaying the swallowing reflex,) and impaired ability to produce a reflexive cough [7].
2.3 Laryngeal Motion During Swallowing
Failure to elevate the larynx was identified as a cause of dysphagia as early as
1912 [40], when Hill and Hope discuss whether a case study’s failure to swallow was
due to a spasm of the oesophagus, or paresis of the larynx, and conclude from x-ray
examination that “the food stuck in the pharynx and did not enter the œsophagus,”
due to “no effort [being] made to pull the larynx upwards and forwards and away
from the spine.”
Zoratto [41] measured the motion of the larynx and hyoid in two dimensions
(superior-inferior (SI) and anterior-posterior (AP)) in 20 female and 23 male patients
15
with neurogenic dysphagia, describing the typical displacement of the larynx as 10
mm in the superior direction, and 10 mm in the anterior direction.
Cook et al. [42] measured the transit times of 2 to 20 ml boluses in 21 healthy
male subjects using a combination of manometry, videofluoroscopy and EMG. The
study found that timings are dependent on bolus size – larger boluses pass the oral
phase, and begin the esophageal phase, quicker than small boluses – and that the
average transit time for the pharangeal phase was 0.6 s. The specific timing of
laryngeal elevation was not included in the study. Dantas et al. [43] conducted a
similar study with 10 healthy males, which measured an average pharangeal phase
transit time of 0.43 s for liquid boluses and 0.53 s for paste boluses.
Mendell and Logemann [44] looked at the kinetic timings of swallowing-related
structures including the larynx, finding that age, bolus size and bolus texture all
affect the timings of movements of the measured structures.
Study of hyoid movement is has been included in some studies [41] and the focus
of others [45]. The general consensus found in literature is that during pharyngeal
deglutation, a number of processes involving the larynx, hyoid and muscles in the
region work together (in healthy swallowing behaviour) to seal the airway, open up
the UES, and propel the bolus swiftly through the pharynx and into the esophagus;
where there is a deficit in one of the complementary processes, strengthening of the
other processes may be effective in compensating.
Dysphagia tends to be manifest where there is a deficit in multiple processes si-
multaneously – which is the natural history for neuro-degenerative diseases, stroke,
many learning disabilities, cerebral palsy, and other conditions associated with dys-
phagia. Dysphagia also occurs where there is a physical disruption of the swallowing
apparatus, as is common with throat and esophageal cancers, and where there has




Kahane [46] studied how the larynx changes in size and shape in children of 9 to
18 years of age, noting divergence between boys and girls being detectable from
puberty, and that the female larynx reaches maturity more quickly than the male.
Litman [47], in a study of children of ages 0 to 14 years, concluded that male and
female dimensions were “essentially the same” over this age range. The focus of both
of these studies is on the general shape of the larynx, the length of the larynx, and
the size of the vocal folds. Litman found that the larynx grows from a conical shape
to a rectangular shape as the child grows. Both demonstrated a linear increase in
the length of the larynx up to the age of 12 years.
In adults, the larynx is significantly larger in males than females, with an average
length of 44 mm in males and 36 mm in females, and an average AP diameter of 36
mm in males and 26 mm in males [10].
The literature features studies of cadavers, and does not include measurements
that can be taken in a non-invasive manner.
2.5 Dysphagia Instrumentation Techniques
The state of art for instrumentation available to clinicians for use in the evaluation
of dysphagia is outlined in this section.
In reviewing the breadth of instrumentation techniques, Steele observed that
the different options essentially each measure different aspects of swallowing, and
compared the state of art to the Indian parable of the six blind men and the ele-
phant [48], in which each of six blind men examine a different part of an elephant
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and then proceed to argue about the true nature of the elephant, as none can see
the whole picture, only the trunk, tail, knees, etc. It is for this reason that it is
important to understand the limitations of each technique, as well as the strengths.
2.5.1 Videofluoroscopy
Videofluoroscopic Study of Swallowing (VFSS) succeeded cinefluoroscopy in the ’70s
as the gold standard for diagnosis of dysphagia and related throat conditions [49]–
[53].
Videofluoroscopy is the construction of video from a rapid series of x-rays. VFSS
is videofluoroscopy of the throat, recorded while the subject swallows a radiograph-
ically dense medium, such as a barium sulphate solution. The progression of the
bolus can be viewed by the clinician on the VF video.
VFSS is normally configured to provide the clinician with a side-on (lateral) view
of the patient’s head and throat, however front-on VF (AP axis) is sometimes used,
but this is far less common.
VFSS is considered valuable for rehabilitation, as it provides immediate feedback;
this is valuable for making decisions and educating the patient [49]. In particular,
VFSS is useful for detecting excess residue and aspiration [49], [51].
The drawbacks of VFSS are that it is expensive, requires specialist operation, and
is not suitable for repetitive follow-up testing [11], [49], particularly for paediatric
patients, due to a significant radiation dosage [16], [54].
2.5.2 Fiberoptic Endoscopic Evaluation of Swallowing
Fiberoptic Endoscopic Evaluation of Swallowing (FEES) is an evaluation procedure
in which an endoscope is inserted along the nasel passage to gain a top-down view
of the oro-pharangeal cavity during swallowing. FEES is commonly used as an
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alternative to VF in clinical practice [51], [52], although the two instrumentation
techniques are complementary, and differ in sensitivity to elements of dysphagia [52],
[55].
FEES provides the clinician with a top-down view of the vocal folds, epiglottis
and oesophagus, but no view at all of the oral phase of pharyngeal phase. Penetra-
tion into the upper airway can usually be seen, and FEES is the ”test of choice” for
studying residue left in the pharynx [51], but aspiration into the lungs can only be
inferred; no confirmation of aspiration can be made using FEES alone.
A major weakness of FEES is that at the moment of swallowing, if the patient
has any swallowing reflex at all, the convulsions in the pharynx cause the image to
lose focus [55] and effectively disappear during the pharyngeal phase, meaning that
the clinician is only certain of a clear view before and after the bolus passes through
the pharynx, and may therefore miss a crucial event.
2.5.3 Auscultation
Auscultation, or the use of a stethoscope to listen to physiological sounds, is a
very basic technique used to evaluate dysphagia, but one of the few tools available
to clinicians in long-term care [26], [56]. As the vocal folds close, they produce
an audible ’click’ sound [26]; if this can be heard, it indicates that the subject
is protecting their airway from ingression of the bolus. Absence of this sound is a
warning sign that they may suffer from dysphagia. In addition, an exhalation should
be heard soon after the swallow, and it should sound clear of fluids [56].
The subjectivity of this technique is clear [26], as clinicians report that record-
ings of breath sounds during swallowing do not sound like what they are used to
hearing through a stethoscope [57], due to differences in frequency response [57].
Clinicians have similarly reported difficulty identifying swallowing sounds where
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throat-mounted accelerometers have been used to record sound.
Literature supports the use of auscultation to evaluate swallowing, but cautions
that it should be used in conjunction with other instruments [58].
2.5.4 Palpation
Palpation of the throat, or the use of fingers to feel the larynx during swallowing is
a crude technique used to evaluate strength of elevation of the larynx [55], [59]. The
larynx can be felt to elevate sharply as the bolus transits the pharynx. Anomalous
laryngeal movement (such as sideways movement) can be easily detected [59], which
is indicative of UES function impairment [59].
2.5.5 Electromyography
Electromyography (EMG) is the detection of muscle activation using electrodes.
Where the electrodes are attached non-invasively to the skin, this is referred to
as Surface Electromyography (sEMG). While not yet widely used for assesment of
dysphagia in a clinical setting [11], there are some commercial solutions available.
Typically, electrodes are placed on the skin covering the laryngeal strap muscles
to evaluate the swallowing reflex.
While EMG can be used to infer muscle recruitment, it requires knowledge of the
strength of the muscles involved to use EMG to measure force of activation. EMG is
best thought of as a measure of intent and perceived effort regarding muscle use, as
a subject with relatively weak muscles will commonly record greater EMG activity
than a subject with relatively strong muscles, while the muscle is exerting the same
force on an external object [60].
Proponents of sEMG argue that it should be the first step in differential diagnosis
of neurogenic dysphagia [11].
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2.5.6 Accelerometry
Accelerometry of the larynx is the application of an accelerometer to the skin cover-
ing the larynx to indirectly measure motion of the larynx. The information obtained
using this technique is comparable to palpation, as both techniques ultimately infer
physiology from surface movement. Unlike palpation and simple auscultation, how-
ever, accelerometry data can be recorded and interpreted separately and objectively.
Proponents of accelerometry argue that it is non-invasive, portable and inexpen-
sive [54], [61]–[63], detects swallowing sounds [64], and is quantifiable [54].
Detractors argue that accelerometry is poorly understood [65], and that existing
systems lack sensitivity [22].
A review in 2015 [22] found that the vast majority of studies using accelerom-
etry to assess dysphagia concerned themselves exclusively with post-stroke adults,
limiting the generalisability of results.
Attempts have been made to construct classifiers for distinguishing healthy swal-
lows from dysphagic swallows [61].
2.5.7 Other Dysphagia Assessment Tools
2.5.7.1 Water Swallow Test
The water swallow test is commonly used for screening, as it is simple to administer,
with little risk to the patient, and is suitable for use with paediatric patients [66].
The patient is asked to swallow 3-oz of water; if the patient coughs or chokes during
the task, then they are considered to have failed the water swallow test, and assessed




Questionnaires which combine symptoms which correlate with dysphagia, such as
the Sydney Swallow Questionnaire [69], [70] and Burke Dysphagia Screening Test [53],
can be effective dysphagia screening tools [71], with the added benefit that they can
allow the patient to self-report their symptoms.
2.6 Inertial Measurement
Accelerometers and Gyrometers are known as inertial measures (or Inertial Measure-
ment Unit (IMU),) as they exploit the physical property of inertia in small masses
to measure their respective quantities of acceleration and rotational velocity [72].
The work reported in this thesis is concerned primarily with investigation of the
use of inertial measures as a method of detecting and measuring laryngeal elevation,
so it is appropriate that a summary of their functions be included here:
2.6.1 Theory of Accelerometers
The design and testing of MEMS accelerometers are specified by IEEE standard
1293-1998 (R2008) [73]. Accelerometers contain a small mass (the proof-mass),
suspended between proximity sensors. As the sensor unit is accelerated, the proof-
mass resists the change in velocity and is thus displaced relative to the sensors. This
displacement is a function of the acceleration, so the acceleration can be calculated
as the inverse of this function. Modern accelerometer are typically micro electro-
mechanical system (MEMS), in which the proof-mass is cut from the silicon substrate
and used as one pole of a capacitor. The acceleration of the sensor unit is a function
of the capacitance between the proof-mass and electrodes mounted on glass wafers
either side [72] (as shown in figure 2.1.)
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REDACTED
Figure 2.1: Exploded view of a 1D MEMS Accelerometer. Adopted from
Prasad (2011) [72]
As capacitance is inversely proportionate to the distance between the capaci-
tor’s two plates (in this case the proof-mass forming one plate, and each electrode
the other,) only acceleration along the axis between the top and bottom electrode
through the proof-mass will produce a signal. Oblique accelerations will produce
a signal attenuated according to the cosine of the angle between the acceleration
and the axis of the accelerometer. Two- and three-dimensional accelerometers are
formed by duplicating the MEMS structure at right-angles. A three-dimentional
accelerometer is necessary to determine the direction and magnitude of arbitrary
accelerations.
2.6.2 Theory of Gyrometers
Gyrometers (also called electronic gyroscopes) measure rotational velocity. While
‘gyroscope’ is more commonly used, the author prefers the term ‘gyrometer’, as
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it better describes the device’s function – the suffix -meter (from Ancient Greek
µǫ´τρoν, “measure”) is used to denote a measuring device; the suffix -scope (from
Ancient Greek σκoπǫ´ω, “examine, inspect, look to or into, consider”) is used to
denote a viewing device – and is more commonly used by manufacturers of such
devices. The design and testing of MEMS gyrometers are specified by IEEE standard
1431-2004 [74]. A proof-mass is suspended in a plane (xy) perpendicular to the axis
of rotation (z,) and vibrated along one axis (x) while the amplitude of vibration
along the other axis in-plane (y) is measured. Transference of the vibration from
x to y, due to the Coriolis effect, is proportional to the rotational velocity around
z [75], as shown in figure 2.2 as the gap between xy and ξη.
REDACTED
Figure 2.2: Theoretical model of a single z-axis vibratory gyroscope consisting of a
proof mass m suspended in the xy plane. Adopted from Trusov (2011) [75]
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2.6.3 LSM9DS0 Inertial Measurement Unit
In the work detailed in this thesis, a LSM9DS0 integrated accelerometer and gy-
rometer is used, and, where the specific implementation is relevant, references to
accelerometers and gyrometers (or in combination as the ‘sensor’) are to be under-
stood as refering specifically to a LSM9DS0, which is mounted on a 16mm diameter,
circular-shaped circuit board. The LSM9DS0 has an on-chip sampler, communicates
using an I2C interface, and has a sampling rate of up to 1.6kHz (accelerometer) and
760Hz (gyrometer) [76].
2.7 Critique of Laryngeal Accelerometry in the
Literature
2.7.1 Laryngeal Accelerometry
O’horo et al. conducted a review of bedside diagnosis of dysphagia in 2015 [22],
and reported there to be a “preponderance” of accelerometry studies centred on
post-stroke adults, causing them to question whether the systems studied can be
generalised to other forms of dysphagia.
Reddy et al. [63] observes that healthy subjects produce a consistent accelerom-
eter pattern, whereas in dysphagic subjects, the pattern is either absent, or delayed.
Reddy argues that as accelerometry provides a tool for continuing patient assessment
and demonstrating the clinical improvements, by correlating the accelerometry peak
with laryngeal elevation. In addition, Reddy emphasises that laryngeal accelerome-
try is non-invasive, which would make its use preferable to invasive instrumentation
techniques of equivalent clinical utility.
Firmin et al. [77] compared the performance of several non-invasive experimental
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systems for detecting dysphagia, and found the accelerometer and electrolaryngo-
graph to be“distinctly more useful” than an ear-probe or a neck-mounted micro-
phone in identifying swallowing events. The electrolaryngograph, which measures
vocal fold vibration using electrical impedance across the larynx, is not used clini-
cally for assessment of dysphagia as adjustment of the device to measure laryngeal
elevation ”requires a care in adjustment, which makes it difficult to apply in a clinical
environment.”
Reddy conceded in 2000 that “the underlying physiological events that give rise
to the acceleration signal are poorly understood” [78].
While Gupta investigates the effectiveness of the accelerometer peak in predicting
laryngeal elevation [79], the underlying mechanism by which laryngeal elevation
‘accelerates’ the sensor positioned “at the level of the thyroid cartilage” [78] is neither
proposed nor tested. The direct correlation between the accelerometer peak and
laryngeal elevation is disputed by Zoratto, who observed that peak acceleration does
not coincide with peak hyolaryngeal elevation [41]. The sensor in literary studies is
fixed only to skin, and therefore free to rotate as the skin flexes, so it seems apparent
to the author that the acceleration signal, reported as 1G for healthy participants in
the literature [78]–[80], may be at least partially caused by rotation. This could be
readily investigated by the inclusion of an integrated gyrometer. Whether rotation
of the sensor occurs has important implications: the mechanisms by which greater
rotation occurs become implicit indicators for lower risk of dysphagia – this has yet
to be scrutinised.
The literature has demonstrated that laryngeal accelerometry can be clinically
useful [62], [77], [78], [80]–[85]; its physiological basis must be clarified, however [41],
[78].
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Multiple Axes Zoratto [41] correlated the trajectories of the hyoid and larynx,
measured using videofluoroscopy, with accelerometry signals, and argued that, as
there is a signal in both the AP and SI directions that correlates with excursion and
elevation of the structures respectively, that SI motion must correlate with SI ac-
celerometry and AP motion with AP accelerometry. This is a misconception: as the
accelerometer rotates, the axis labelled ‘AP’ will become increasingly unaligned with
the anterior-posterior axis orthogonal to the throat. To give an extreme example,
the ‘AP’ accelerometer may rotate to the point that it is measuring SI acceleration.
In Zoratto’s results, excursion and elevation are measured to occur simultaneously,
as is the AP and SI accelerometry peaks, which means that the causality of the
two axes cannot be easily separated. Zoratto does not, in her methodology, detail
any means of preventing rotation in the throat-mounted accelerometer, and nei-
ther do any other authors of relevant literature for dual-axial [62], [83], [86]–[94],
or tri-axial accelerometry [84], [95], [96] applied to dysphagia. Greco et al. prevent
rotation from having an impact on results by using the root-sum-square of the three
accelerometer axes [84], which has the effect of making the sensor non-directional.
Head Movement Sejdic´ et al. and Lee et al. identify head movement as a
source of noise in accelerometry data, characterised by high-amplitudes and low
frequencies in accelerometry signals [62], [86], [92], for which Sejdic´ proposes a filter
based on a spline least square approximation of the base signal. It is common in
literature for dysphagia accelerometry systems to use band-pass filters (with a low
cut off frequency of 0.1 - 30 Hz across studies, and a high cut-off of 300 - 3000
Hz across studies) in hardware [41], [78], [80], [86], however the reasoning behind
this – particularly the reason for specific filter parameter values – is not explained
beyond a reference to “de-noising”. Possible mechanism(s) by which head movement
is detected by the accelerometer is not explored in literature. There is also no
discussion on the likely impact that such a filter will have on the validity of the
filtered data.
Segmentation and Classification Multiple studies have looked at the develop-
ment of automatic segmentation algorithms [62] for identifying the start and end of
swallows, and of classifiers [81], [82], [97], [98], which discriminate between healthy
and dysphagic swallows using analysis techniques such as wavelet decomposition.
None of these studies address the uncertainty regarding the physiological source of
swallowing signals (as identified above,) nor do the authors consider that dysphagia
itself has multiple possible physiological causes, and that it is therefore likely that
it may result in a plurality of pathological signal patterns.
2.7.2 Laryngeal Gyrometry
A search which used keywords dysphagia, gyrometer, gyrometry, gyroscope returned
no relevant results. When searching for references in the entire text, 144 papers
were returned which contained dysphagia and a reference to gyrometry, but none of
these applied a gyrometer to the throat in their methodology. Typically, the topic
of the papers were to investigate the use of a gyrometer in measuring either head
tilt [99], or posture [100]. As such, application of gyrometry to the throat to study
movement of the larynx is, to the knowledge of the author, entirely novel.
2.7.3 Multi-modal Systems
Combinations of technologies have been used in several small studies [77], [101],
[102], which unanimously conclude that sensitivity and specificity are both improved
by the combination of data from multiple sources.
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2.8 Regulation of Medical Devices
It is important to consider the requirements of all applicable standards at the earliest
stages of design, as it may be difficult and costly to bring a design into compliance
later in the development cycle. These requirements are referenced in chapter 5,
where we introduce our instrument design, and in chapter 6, where we discuss ap-
proaches to instrument design.
Medical device design, manufacture, sale and use are regulated in the EU under
the Medical Device Directive (MDD) (Council Directive 93/42/eec concerning med-
ical devices) and harmonised standards enacted by member states (author’s note:
this directive has been repealed and superseded by the Medical Device Regulation
(European Parliament and Council Regulation 2017/745) [103], as of April 2017.
Directive 93/42/eec was active at the time of commencement of writing this thesis.).
Medical devices are defined by the directive as:
“‘medical device’ means any instrument, apparatus, appliance, ma-
terial or other article, whether used alone or in combination, including
the software necessary for its proper application intended by the manu-
facturer to be used for human beings for the purpose of:
– diagnosis, prevention, monitoring, treatment or alleviation of dis-
ease,
– diagnosis, monitoring, treatment, alleviation of or compensation for
an injury or handicap,
– investigation, replacement or modification of the anatomy or of a
physiological process,
– control of conception,
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and which does not achieve its principal intended action in or on the
human body by pharmacological, immunological or metabolic means,
but which may be assisted in its function by such means” [104]
Electrical Safety International standard series IEC 60601 is applicable to elec-
trical medical equipment, covering considerations and standards for the electrical
safety of medical devices.
Battery powered equipment specifically must provide the following protections:
 Protection against reverse battery connection [105]
 Protection against overcurrent from shortage of battery voltage, and all derived
(regulated) voltages [105].
In addition, all possible hazard conditions (e.g. wrong battery type) must be
tested, demonstrating no danger to the patient.
Equipment which connects to a mains supply (even just for charging a battery)
must either have a protective earth (Class I) or a double insulated casing (Class
II) [105], [106], and demonstrate that it presents no danger to the patient in the
event of a hazard originating from the power supply, or a fault in the part of the
circuit (the Mains Part) powered by the mains supply [105], [106].
The sensor and connected circuitry is classified as the applied part of the equip-
ment, and, as it does not require electrical conduction to the patient to function,
should be adequately insulated, and must meet the requirements for type BF Ap-
plied Parts. In particular, the circuitry connected to the sensor must be electrically
insulated from the Mains Part [105].
Fitness for Purpose In addition to safety, it is incumbent on the manufacturer
of medical devices to demonstrate that the device does what it is meant to. Medical
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devices which are used for measurement must perform to a minimum degree of
accuracy, and to within the manufacturer’s stated tolerance [104]. To comply with
requirements regarding fitness for purpose, the purpose and intended use of the
medical device must be documented clearly and in detail at the start of the design
phase.
Quality Control To demonstrate both safety and fitness for purpose, the man-
ufacturer must use a quality system to manage design, development and manufac-
turing processes, and to be responsive to process and equipment failures [104].
Classification For the purpose of regulation, medical devices are divided into
four classes of increasing risk: Class I, Class IIa, Class IIb and Class III. Risk is
decided based on a set of rules that consider factors such as invasive or non-invasive,
transience of use, and whether the device supplies radiation.
In addition, Class I devices that have a measurement function are designated
as ‘Class Im’, and devices which are placed on the market in a sterile condition
are categorised as ‘Class Is’. Unlike standard Class I devices, these two categories
require a notified body to be involved in CE marking.
2.9 Summary and Analysis of the Literature
Care pathways for dysphagia would benefit greatly from portable, non-invasive,
quantitative instrumentation of the larynx. In particular, an expected outcome
would be higher detection rates of silent aspiration, enabling early intervention and
reducing risk of pneumonia in affected patients.
Accelerometry has been identified as an instrumentation technique with signif-
icant potential to form the basis of a portable, non-invasive and quantitative in-
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strument for assessment of dysphagia, with wide research support for its efficacy in
discriminating between healthy and dysphagic subjects. Laryngeal accelerometry
is not, however, widely used in a clinical setting, as the physiological basis for its
signals are poorly understood. As a result, it is difficult to say what physiological
factors the accelerometer systems presented in literature do and don’t take into ac-
count. It is not known which types of dysphagia the systems are sensitive to, nor
is it clear if anatomical differences in subjects affect the decision made by the pre-
sented classifiers. In chapter 3, the effects of inter-personal differences in physiology
on accelerometry signals are studied to bring clarity to this topic.
To further prepare the reader for the approach set out in chapter 3: Methodology,
some key beliefs which underpin much of the literature as a subtext are briefly
examined.
There is a (mostly) unstated axiom in literature that head movement is detected
by a throat-mounted accelerometer as a low-frequency acceleration. There is little
evidence presented that this is the case, however researchers have consistently de-
signed filters to remove low frequencies in accelerometry systems, which suggests
that this effect is real, but undocumented. No causal explanation has been offered
for this effect, and no analysis has been presented of how high-pass filters may dis-
tort accelerometry data. In chapter 3, the means for testing the veracity of this idea
are set out.
In the literature regarding multi-axis accelerometry, the assertion that SI move-
ment of the larynx (i.e. laryngeal elevation) causes SI movement of the accelerome-
ter, which is detected as acceleration on the accelerometer axis which is SI aligned;
AP movement of the larynx (i.e. laryngeal excursion) causes AP movement of the
accelerometer, which is detected as acceleration on the accelerometer axis which is
AP aligned. is also treated as axiomatic despite a complete absence of evidence to
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support it.
While it has been demonstrated that laryngeal excursion and elevation occur
simultaneously, and that AP and SI aligned accelerometers output characteristic
signals simultaneously with the combined laryngeal motion, there is no evidence
presented in literature to demonstrate that the sources of signals from the two
accelerometer axes are unconnected – a valid interpretation of the data, as presented,
could be that the signals of both accelerometer axes are interrelated, and have a
common source, which could be laryngeal excursion alone, laryngeal elevation alone,
or a combination of both.
The inference of performance and behaviour of physiological processes in the
throat from sensor data is not justified in literature, as the mechanisms which link
the two (physiology and sensor data) have not been established. With regards to
laryngeal accelerometry, the rotational component of the accelerometer output has
not been studied. Gyrometry would be the natural choice of sensor to study the free
rotation in space of a device; fortuitously, IMUs which incorporate accelerometer
and gyrometer units in the same integrated circuit are commonly available. In





This chapter describes the methods designed to develop novel dysphagia instrumen-
tation techniques, based on accelerometry and gyrometry.
The chapter begins with section 3.1, which describes the general approach taken
by the author to achieve the four objectives set out in chapter 1, section 1.4. Sec-
tion 3.2 seeks to explain some of the findings in the literature by proposing the
mechanisms behind them. Section 3.3 introduces two models used to explore the
implications of the proposed mechanisms. Firstly, a simulation model of laryn-
geal elevation is defined, then a mechanical model of the larynx is presented. The
procedure for capturing data from the mechanical model is described in section
3.4. Section 3.5 presents the methodology for experiments with human participants
which consists of making anatomical measurements and the capture of swallowing
sensor data. Section 3.6 describes the data capture system (hardware and software)
developed to record swallowing sensor data in the experiments described in sections
3.4 (mechanical model) and 3.5 (human participants). The scheme designed to en-
sure ethical handling of human participant information is described in section 3.7.




The weaknesses of previous approaches applied to the development of laryngeal
accelerometry were touched upon in chapter 2. In particular, there has been a
tendency to attempt to evaluate an experimental instrument without first defining
what that instrument is intended to measure. There are obvious misconceptions in
how an accelerometer functions, which is evident in both the design of experiments
and discussion of the results; for example, accelerometer axes have been assumed
to be aligned to physiological axes, even when the device is rotating independently
to the subject. It is the author’s intention to address these issues by establishing
the basic mechanisms that are relevant to accelerometer and gyrometer measure-
ments of laryngeal motion. Following this, the variability in human physiology is
considered: for an instrument to be clinically useful, it must perform its function for
young and old, male and female, of large or slight build; for this reason swallowing
data was captured from a wide variety of healthy volunteers so that problems with
our instrumentation techniques may be discovered and addressed, leaving us with
confidence in our instrument design.
3.2 Larynx-to-Sensor Causality
In this section, the basic mechanisms by which sensor signals are determined by swal-
lowing physiology (both anatomical and behavioural) are set out, with supporting
evidence presented, where available, from literature. Further evidence supporting
these mechanisms is presented in chapter 4.
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3.2.1 Sensor Rotation
It is well established that the effect of a gravitational field on an accelerometer can
not be ignored [107]. In a system where the orientation of an accelerometer does
not change (generally referred to as strap-down configuration), the gravitational
acceleration vector can be discounted from the accelerometer axis or axes that are
non-zero in the vertical reference axis. In a system where the accelerometer is free
to rotate, however, the gravitation acceleration will shift in alignment from one axis
to another, creating a signal with a magnitude of ≤ 2G, and a frequency determined
by the speed of rotation.
As a sensor applied to the throat is not prevented from rotating, but instead
conforms to the contours of the skin, it seems likely that low-frequency accelerometry
signals are due to the sensor tilting – this principle is referred to in this thesis as
the sensor rotation hypothesis.
The frame of reference we use for this is shown in figure 3.1.
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Figure 3.1: An illustration of the relationship between the two frames of reference.
The reference axes x and y are shown in black; the sensor x′ axis is shown in red;
the sensor y′ axis is shown in blue; the positive direction of sensor rotation is shown
in green. As the sensor rotates, the rotational displacement between the reference
axes and sensor axes will change.
3.2.2 Axial Coherence
As established in section 2.6.1, it is the nature of accelerometers that acceleration
of the device produces a signal proportionate to acceleration in the direction that
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the accelerometer axis is oriented at the time of the acceleration. Rotation of the
accelerometer must be taken into account – it cannot be simply assumed that accel-
eration along a given sensor axis corresponds to motion of the larynx along a given
physiological axis where the sensor is not rigidly mounted to the larynx. In this
thesis, the gyrometer component of the sensor is used to qualify the accelerometer
data.
3.2.3 Speech and Swallowing Sounds
Vibration originating from physiological events, for example: air passing between the
vocal folds or the epiglottis closing, is conducted to the skin where it may be picked
up by a stethoscope, microphone or accelerometer. The vibration is attenuated by
the distance between the source of the vibration and the detector, and the softness
of the intervening tissue.
3.3 Modelling of Sensor Reaction to Laryngeal
Motion
In this section we introduce our simulation model (section 3.3.1) and our mechanical
model (section 3.3.9), explaining the purpose and walking the reader through the
design and implementation of each in turn.
3.3.1 Introduction of the Simulation Model
In pursuit of objective 2 (see section 1.4), a set of equations were derived to describe
the relationship between laryngeal motion and a throat-mounted sensor. Using these
equations, the motion of the larynx during deglutation was simulated, as was the
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output of a throat-mounted sensor. The software written to run this simulation is
referred to in this thesis as the simulation model.
The simulation model outputs the simulated sensor signals, which are modu-
lated by parameters such as the dimensions of the simulated larynx, the maximum
elevation of the larynx, and the speed of laryngeal elevation.
3.3.2 Simulation Model Development
The original concept for the simulation model was of a three-dimensional computer-
generated representation of the larynx, the skin covering the larynx, and the sensor.
The larynx and the sensor were to be modelled as rigid bodies of uniform density,
while the skin was to be modelled as a flexible, elastic membrane, described by
molecular dynamics.
After a short period of development, a view was taken that this was not an
efficient way of modelling the relationship between the laryngeal motion and the
sensor output.
The following approach was taken to focus development efforts on modelling
which directly informs instrument design:
 Describe only the dynamics which are relevant to interpretation of the sensor’s
output
and
 Leave out detail that is not likely to have a significant effect on the sensor
output
With reference to the second point; considering the symmetrical nature of the human
throat, left-right movement of the larynx or the sensor is likely to be negligible, as is
rotation on the transverse and coronal planes. With this in mind, a two-dimensional
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model of the larynx, skin, and sensor was used. This can be understood with
reference to figure 3.1 from section 3.2.
Instead of attempting to perfectly describe the dynamics of the interaction be-
tween the larynx and the skin, and the skin and the sensor, the static position and
orientation of the sensor was calculated based on the larynx being stationary at a
few discrete elevations. Intermediary positions of the sensor were then interpolated.
This approach was used to create a simulation model that is constructed from a
few simple formulae, but nevertheless captures the essence of how features in the sen-
sor data emerge from particular physiological processes, and how those features are
modulated by variations in anatomical measurements and variations in swallowing
behaviour.
3.3.3 Description of the Simulation Model
The simulation model is composed of the larynx, the skin, the sensor. The position
and behaviour of these parts is governed by these rules:
1. The larynx moves along a single, vertical axis.
2. The skin conforms to the shape of the larynx at all times.
3. The skin slides over the larynx, i.e. the vertical position of the skin is inde-
pendent from the vertical position of the larynx.
4. The skin is dragged by movement of the larynx, i.e. the vertical position of the
skin is proportional (subject to a coefficient of friction) to the vertical velocity
of the larynx.
5. The sensor is modelled as a straight line segment, with a centre point c and a
length l.
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6. The sensor is fixed to the skin, i.e. the vertical position of the sensor is
determined by changes to the vertical position of the skin, and the horizontal
position of the sensor is a function of the horizontal position of the skin at the
centre and each end of the sensor.
These rules were used to construct formulae to calculate the static position of the
centre and angle of the sensor, for a given laryngeal elevation. Dynamic effects,
such as inertia and harmonics were discounted from the model at this stage of
development.
The output of the sensor is calculated from its position and angle over time: see
section 3.3.6 for the details of the formulae used in this calculation.
3.3.4 Simulation Model Larynx Shape
A very simple model of the larynx shape is used, based on straight-lined sections (see
figure 3.2). The exact length and angle of the segments depends on the laryngeal
prominence (LP) size.
The concept of excursion used in this chapter is defined here as an anterior
displacement of the skin from the vertical line that would mark the position of the
skin were there no larynx – a nominal 0mm excursion line. The symbol η is used to
refer to an excursion in our equations; in practice, the excursion at two particular
points on the skin – where the top and bottom edge of the sensor reside – are
sufficient for our simulation model, and are referred to as η1 and η2 respectively.
The definitions of the sections:
 The first section (marked A in figure 3.2) is above (superior to) the larynx
where the Laryngeal Strap Muscles (LSM) connect the larynx to the lower
jaw. It is modelled as a flat surface at 0 mm excursion, which is used as
reference for the excursion of the other sections.
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Figure 3.2: The shape of the larynx, divided into sections.
 The roughly flat area of the larynx between the LP and the thyroid gland
(marked E in figure 3.2) is modelled as a second flat section, at 1 mm excursion.
The size of the LP is an input to the model.
 The final two sections (marked B and D respectively, in figure 3.2) connect
the LP (marked C in figure 3.2) to the bottom (inferior-most point) of section
A and the top (superior-most point) of section E.
The equations that determine the shape of the larynx, expressed as functions of
the coordinate y on the vertical axis, with y = 0 at the level of the LP:
A The flat section above the LP:
A(y) = 0mm (3.1)
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B The gradient connecting the LP to A:




C The peak of the LP:
C(y) = LP size (3.3)




y + LP size (3.4)
E The flat section below the LP:
E(y) = 1mm (3.5)
1 mm was used here as an estimated natural excursion of the flat part of the larynx,
and 8mm used as a rough estimate for the length of the slope above and below the
LP.
These functions are brought together into a single piece-wise function, equation
3.6, describing H(y), the excursion at vertical coordinate y, given that the larynx is





A(y) if y > 8mm
B(y) if 0mm < y <= 8mm
C(y) if y = 0
D(y) if − 8mm < y <= 0mm
E(y) if y <= −8mm
(3.6)
3.3.5 Excursion of the Skin
The excursion of the skin at any given point along the vertical axis is given by the
shape of the larynx, according to rule 2 from section 3.3.3. As the larynx is elevated,
the excursion at any given point on the skin will change to conform to the point on
the larynx that has moved to the vertical coordinate of the point in question on the
skin.
For the purpose of calculating sensor output, we are only interested in the excur-
sion at the top of the sensor (η1) and the excursion at the bottom of the sensor (η2).
Figure 3.3 illustrates how η1 and η2 change as the larynx is elevated, and equation
3.7 provides the formulae for calculating η1 and η2 as a function of the laryngeal
elevation, length of the sensor, l, and vertical coordinate of the centre of the sensor,
cy (see section 3.3.6 for the details of how cy is calculated).








Our implementation of the simulation model positions the sensor immediately
superior to the LP at rest; however the sensor can be positioned higher or lower by
adjusting the cy term in equation 3.7.
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Figure 3.3: An illustration of η1, in blue, η2, in red, and laryngeal elevation, in
green. The larynx is shown at rest (left) and elevated (right).
3.3.6 Simulation Model Sensor Position and Angle
As the sensor is an Inertial Measurement Unit (IMU), its output is a representation
of its motion. To simulate the sensor output, its motion must therefore first be
calculated; To calculate its motion, the position and angle of the sensor for each
time-slice must be calculated.
The horizontal and vertical position of the centre point of the sensor (which is
also its centre-of-mass) is referred to as cx and cy respectively. cx is calculated as the
centre point between η1 and η2, to follow rule 6 from section 3.3.3. cy is calculated
as proportional to the velocity of laryngeal elevation, to follow rules 4 and 6 from
section 3.3.3. Equation 3.8 contains the formulae used to calculate the coordinates
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of the centre point of the sensor, where µ is the coefficient of friction between the






change in laryngeal elevation
dt
(3.8b)
The angle between the sensor and the reference vertical axis (referred to as the





The relationship between η1, η2, and θ is visualized in figure 3.4, where it can
also be seen that η1 and η2 are dependent on LP, and are elevation-shifted copies of
each other.
It can be seen that in our model, for a laryngeal elevation of between 0 and
l mm, the tilt of the sensor is close to linear. This is an important finding for
the purpose of instrument development, as it means that within the bounds of this
domain, laryngeal elevation can be inferred directly from sensor tilt.
3.3.7 Simulation Model Sensor Output
The output of the accelerometer for each of its axes is the second time derivative of
the centroid position along the relevant axis. This means that the average orientation
of the IMU for each sampling period must first be calculated (see equation 3.10a),
then the instantaneous velocity can be projected onto the x′ and y′ axes (see equation
3.10b). From there, the accelerometer output is simply the time-derivative of v (see
equation 3.10c).
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Figure 3.4: A visualization of the relationship between the anterior excursion of
the larynx body at two points on the throat (left) and the angle (tilt) of a sensor
positioned between those two points (right), as the elevation (vertical position) of the
larynx changes.
Equations 3.10 and 3.11 are adapted for discrete time systems, where Ts is the
sampling period (sometimes called the integration period in technical documents,)
i.e. Ts ≡ tn − tn−1.
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The gyrometer output, φ, is calculated as the time-derivative of the orientation
angle, θ (see equation 3.11).
φt1.5 = Ts(θt2 − θt1) (3.11)
Note that each successive time-derivation of the trace causes a time-shift of a half-























Figure 3.5: Block diagram of the simulation model.
The equations above can be seen to feed into one another following the structure
shown in figure 3.5, where the motion of the larynx is simulated based on the laryn-
geal elevation and LP size, the sensor signals (based on two accelerometer axes and
one gyrometer axis) are simulated based on the horizontal positions of the top and
bottom of the sensor, and the horizontal positions of the top and bottom sensor are
consequential of the modelled laryngeal motion.
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3.3.8 Simulation Model Swallowing Behaviour
In our model of laryngeal motion, the larynx rests at 0 mm elevation, moves quickly
to 10 mm elevation, pauses for 1 second, then returns to 0 mm elevation. How quickly
the larynx is elevated is adjustable: in section 4.1, the output of the simulation model
is presented for a number of combinations of elevation speed and LP size.
3.3.9 Introduction of the Mechanical Model
The mechanical model was used to provide complementary data to the simulation
model, introduced in section 3.3.1. Where the simulation model presents a greatly
simplified representation of the mechanisms by which sensor output patterns are
derived from laryngeal motion, the mechanical model, existing as it does in the real
world, presents an accurate representation of these mechanisms. However, where
the simulation model provides complete control over input parameters such as LP
size and laryngeal elevation speed, the mechanical model provides just two settings
for each of these.
The swallowing process as a whole cannot be separated from other physiological
processes, for example breathing and speech, as the breathing apparatus and speech
apparatus share many components with that of swallowing. This makes it extremely
challenging to say whether a feature in sensor data is relevant to swallowing or not.
To identify the features in sensor data that can be used to measure laryngeal
elevation, we use the mechanical model to reproduce laryngeal motion in isolation.
3.3.10 Description of the Mechanical Model
As we have established, the mechanical model models the throat and re-creates
laryngeal elevation behaviour for two sizes of LP. To reproduce laryngeal elevation,
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the following components are required:
1. A larynx shape
2. A skin covering
3. A vertical axis which the larynx shape moves freely along (elevation)
In consideration of the skin; the make-up of human skin is complex and multi-
layered, and the modelling of it non-trivial. We considered that it is only necessary
to model the properties of the skin which affect the transference of motion from
the larynx to the sensor: the important properties of the skin being its flexibility,
elasticity and thickness. It can be seen from simple observation that the human
larynx passes beneath the skin with minimal friction, and that the shape of human
skin conforms readily to that of the rigid bodies beneath it, with the exception of
where there is excess skin. The thickness of skin varies by age, sex and location
of the body, between 0.05 mm at the thinnest (eyelids) to 1.5 mm at the thickest
(palms of hands and soles of feet) [108]. 1 mm is a typical skin thickness across most
of the body.
Natural latex rubber was judged to have flexibility and elasticity similar enough
to human skin, and has the benefit of being easily moulded to an appropriate form.
As a latex rubber object is formed by the progressive addition of new layers, it
is trivial to determine its thickness during manufacture. The following constraints
were set to the design of the mechanical mode, to make it as representative of human
physiology as possible:
1. The larynx shape must be rigid
2. The larynx shape must be elevated by a total minimum of 5cm
3. The skin covering must be made of latex rubber with a mean thickness of 1mm
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4. The larynx shape must slide smoothly beneath the skin covering
5. The skin covering must be held taut regardless of the elevation of the larynx
shape
3.3.11 Mechanical Model Implementation
The larynx shapes were cut from 2cm thick sheets of hard plastic – wide enough that
the sensor (diameter 16 mm) rests entirely against the shaped surface – following
closely the profile of a typical larynx. The shapes are identical apart from the LP
size (see figure 3.6.)
The vertical axis was constructed from a rack-and-pinion drive mounted on an
aluminium frame. An optical position encoder was constructed to monitor the
position of the axis, and the pinion was driven by a electric motor. The position
encoder used three IR LED–photodiode pairs, each positioned over a greyscale track.
One track is a black-to-white gradient, which is read in software as a value of
between 0 and 1023; this value is directly proportionate to the laryngeal elevation,
but influenced by environmental factors, such as the room lighting, and therefore
not appropriate for absolute positioning. Instead, this track is used for controlling
the speed of the motor.
The second track is white over the active range of the larynx: -5 to +20 mm,
stepping to black outside of this range. This track is used for locating the edges of
the active range of the model and calibrating the values read from the first track.
The third track is black, apart from a white band at 0 mm. This track is used
for zeroing the motor.
A control system was implemented on a microcontroller board, which controlled
the motor speed by modifying the input to the motor based on the values read from
the optical encoder.
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Figure 3.6: Larynx shapes cut from plastic sheets: LP sizes 3mm (left) and 15mm
(right).
A swallow was defined in the microcontroller’s programming as the larynx shape
being raised at a pre-defined speed from resting position to a set top position, then
immediately back to the resting position at the same set speed.
The latex skin covering was fixed to the aluminium frame and lubricated with
talcum powder and machine oil to prevent it being dragged by the larynx shapes as
they are elevated.
The constructed model is shown in figure 3.7.
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Figure 3.7: The mechanical model, with the skin covering, sensor and sensor board
(left), and showing the larynx shape and position encoder (right).
Limitations of Mechanical Model The movement of the mechanical model is
limited in the following ways:
 The larynx moves along a single axis, and does not rotate in any direction.
 The larynx has a range of 50mm.
 The larynx can be elevated at a maximum speed of 40mm/s.
3.4 Mechanical Model Experimental Methods
Data was captured from a sensor placed on the mechanical model, while the model’s
larynx was elevated and lowered. In this section, the methods for these experiments
is presented. The materials used are set out in section 3.4.1; The experimental
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procedure is set out in section 3.4.1.
3.4.1 Materials
The following materials were used for data capture in experiments using the me-
chanical model:
Mechanical Model The mechanical model, as described in section 3.3.10.
Laptop A laptop computer was used to record data.
Data Capture Software A bespoke suite of software was developed to visualise
sensor data in real-time, and to record it to disk. See section 3.6.1 for more
detail.
Sensor A LSM9DS0 inertial motion unit (IMU) which is composed of an accelerom-
eter (tri-axis) and a gyrometer (tri-axis) was used as the sensor in all experi-
ments.
Sensor Control Board A microcontroller board was constructed to configure and
synchronise multiple sensors, and to format the data from the sensors and
transmit it to the laptop.
3.4.2 Experimental Procedure
The procedure for recording data from the model was designed to be as analogous
as possible to the experimental procedure with participants, which is presented in
section 3.5.
1. Position sensor(s) in the appropriate position.
2. Enter “model” as the name of the subject, into data capture software.
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3. Enter LP size and speed settings into data capture software.
4. Begin recording.
5. Run a ‘swallow’ on the model.
6. End recording once swallow has concluded.
3.5 Experiments with Human Participants
3.5.1 Ethical Approval
Ethical approval was granted by the University of Kent Faculty of Sciences Research
Ethics Advisory Group to proceed with participant involvement.
3.5.2 Participant Recruitment
A request for participants (see Appendix A) was sent out to staff and students at
the University of Kent to participate in a study that would involve them drinking
30ml liquid boluses of three different consistencies while data from neck-mounted
sensors were captured.
A meal voucher up to the value of £5 per participant was offered as incentive
to participate. The voucher was given to participants regardless of whether they
completed the experiment.
Respondents were screened using a questionnaire (also in Appendix A) and ex-
cluded if they disclosed that they were less than 18 years of age, that they had
undergone surgery to the throat, or that they suffer swallowing problems, on the
grounds that the experiment was intended to gather data only from healthy adults
with normal physiology.
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Selected respondents were contacted to arrange individual sessions lasting 30
minutes each. At this point, a pseudonymous identifier (PID) was assigned to the
participant; see section 3.7 for details of the pseudonymization scheme, as well as
data protection practices.
Written informed consent was obtained from the participants; they were provided
with a participant information sheet to read prior to agreement
Twenty-three (23) participants, twelve (12) male and eleven (11) female, aged 19
to 65 years, were recruited. In the case of one (1) of the participants (female), sensor
data was not captured due to technical problems. Three (3) additional respondents
were offered sessions, but either withdrew from the study, or failed to attend their
session, and were therefore not included in the study.
3.5.3 Materials
The following materials were used for data capture from human participants:
Laptop A laptop computer was used to record data. The laptop was unplugged
from the mains (i.e. battery powered) during the procedure, for electrical
safety reasons.
Data Capture Software A bespoke suite of software was developed in prepara-
tion for participant involvement to visualise sensor data in real-time, and to
record it to disk.
Sensor A LSM9DS0 inertial motion unit (IMU) which is composed of an accelerom-
eter (tri-axis) and a gyrometer (tri-axis) was used as the sensor in all experi-
ments. The sensor was covered in electrical insulation to protect the partici-
pants from risk of receiving an electrical shock from the equipment.
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Sensor Control Board A microcontroller board was constructed to configure and
synchronise multiple sensors, and to format the data from the sensors and
transmit it to the laptop.
Calliper A calliper was used to take measurements of the participants’ throats, to
a precision of 0.01 mm.
Bolus Three consistencies of liquid were used as boluses in experiments: water,
orange juice, and banana smoothie.
Single-Use Vinyl Gloves To protect participants from risk of infection, gloves
were worn while measurements were taken of the participant’s throat (see
below), and while the sensors were attached to the participant’s throat. Vinyl




1. The participant was seated at a table and briefed with an explanation of the
study and the experimental procedure. The participant was encouraged to ask
questions and engage with the study.
2. Written informed consent was obtained from the participant. All data cap-
tured from this point onwards is identified using the pseudonymous PID num-
ber to protect the identity of the participant.
3. Measurements of the participant’s throat were taken, according to the proce-
dure described in 3.5.5.
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4. Two sensors were placed on the participant’s throat, one immediately above
the participant’s laryngeal prominence, and one bisecting the participant’s
laryngeal prominence and thyroid gland.
5. Sensor data was recorded, according to the method described in 3.5.6, while
the participant consecutively swallowed the water, juice and smoothie boluses.
3.5.5 Anatomical Data Capture Procedure
1. Measure excursion of LP using callipers.
2. Measure distance from LP to cricoid cartilage using callipers.
3. Measure distance from LP at rest to lower jaw using callipers.
3.5.6 Sensor Data Capture Procedure
1. Position sensor(s) in the appropriate position. The X axis of the sensor is
aligned to the vertical axis (SI) of the throat; the Y axis is aligned to the
coronal axis (ML); the Z axis is aligned to the saggital axis (AP).
2. Enter name of subject into data capture software.
3. Enter bolus type into data capture software.
4. Begin recording.
5. Administer bolus.
6. End recording once swallow has concluded.
A word about sensor orientation: in the simulation model and in chapter 5, a two-
dimensional view is taken of the throat, as there is, ordinarily, very little side-to-
side motion of the larynx in healthy subjects. The Z and X axes of accelerometry
correspond to the x′ and y′ axes, respectively, while only the Y axis of gyrometry is
used as the sole gyrometry axis of interest. In chapter 4, section 4.4.2, analysis of
the raw sensor data from all six axes justifies this approach by demonstrating that
the activity in the other axes is negligible: the Y axis accelerometer trace is flat; the
X and Z axes gyrometer traces are attenuated copies of the Y axis gyrometer trace.
3.6 Data Capture System
The architecture of the system used to capture sensor data in experiments described











Figure 3.8: Block diagram of the data capture system.
The sensors are configured and synchronised by the sensor control board, which
also captures the data from the sensors and transmits it to the laptop, which displays
the data and stores it.
3.6.1 Data Capture Software
The software suite for capturing sensor data was written using the Processing pro-
gramming language. See appendix C for a full listing of the source code.
The software presents a graphical user interface requesting the input of the par-
ticipant ID, as shown in figure 3.9, followed by a live visualisation of the sensor
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Figure 3.9: The data capture software participant ID entry screen.
data, shown in figure 3.10, allowing the researcher to quickly assess whether the
hardware is working, and the sensors positioned appropriately. The researcher en-
ters the context of the session, e.g. the bolus type and any special circumstances,
and presses the green ’play’ button, which sets the software to begin recording data.
The location of the recording is displayed for convenience (see figure 3.11). Once
the participant has completely swallowed the bolus, the researcher presses the red
’stop’ button, to end the recording.
Recordings were stored in comma-separated-values format, stored in a data struc-
ture that grouped the recordings under the participant ID. Later, the data was
imported into a .mat file for processing and analysis using MATLAB.
User Interface The software initially presents the researcher with the means to
enter the participant ID. Once this is entered, the sensor data is visualised in real-
time. A name is given to each recording, which is then stored using comma-separated
values.
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Figure 3.10: The data capture software displaying live sensor data. The recording
name is entered here. The green button commences the recording.
3.6.2 Sensor Choice and Mounting
The LSM9DS0 (ST Microelectronics [76]) inertial motion unit was chosen to use as
the sensor for work documented in this thesis, as it performs well in the following
criteria:
Accelerometer The LSM9DS0 incorporates a three-dimensional accelerometer
Gyrometer The LSM9DS0 incorporates a three-dimensional gyrometer
Size The LSM9DS0 has an extremely small footprint, and is commercially avail-
able incorporated into a self-contained module as small as 16mm-by-16mm-
by-0.8mm
Interface The LSM9DS0 incorporates an ADC and interfaces using an I2C bus; this
adds robustness against electromagnetic interference, and limits the number
of wires necessary to connect the sensor to the sensor control board to four
wires - ground, 3.3V supply, data and clock
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Figure 3.11: The data capture software during recording. The filename for the record-
ing is shown at the bottom of the screen. The red button ends the recording.
The sensor was electrically insulated using insulation tape, and mounted on both
the mechanical model, and participants, using double sided tape.
Special care had to be taken in connecting the sensor to the sensor control board,
so that the connecting wires did not influence the motion of the sensor to too great
an extent.
Prior to the experiment, the sensor’s accelerometer was calibrated by placing the
device in three orientations, in turn, on a level table, and, for each, recording the
difference from zero for the two horizontal axes and the difference from 1G of the
vertical axis. The offset from zero of each axis was subsequently subtracted from the
sensor’s output in software, and the scaling of each axis corrected using the offset
from 1G.
Prior to each session, the sensor’s gyrometer was zeroed by placing the device
flat on a level table, and the difference from zero of each gyrometer axis recorded,




For the purpose of the study, which has as its aim to explore the effects of inter-
personal differences in physiology, it is important that separate pieces of data relating
to each participant are associated with each other.
To protect participants from being identified, and to prevent data that has been
recorded in the course of the study being used in ways that the participant has not
explicitly given their consent for, it is important that none of the data from the
study can be traced back to any participants, except by the researcher, and only for
the purpose of destroying the data under instruction from the participant.
To prevent the researcher from introducing undocumented information into their
analysis of data, for example their impressions of a given participant, or an event
that occurred during the data capture process, and thus risking the analysis being
biased towards the researcher’s preconceptions, it is important that at the point of
analysis, the researcher does not associate participant data with the individual.
To meet the above requirements for the study, the data was pseudonymised under
the following scheme:
1. A unique random number of between 0 and 99 (inclusive) was generated for
each participant, and used as the participant identification number PID. The
randomness is important to prevent the researcher guessing the participant
from the order of data capture sessions.
2. Recorded data was stored against the PID.
3. The only document which links the participant with data captured in the










Figure 3.12: A diagrammatic representation of the pseudonymization scheme, show-
ing how study data (to be published) was separated from personal identifiable infor-
mation (to be kept secure), but still associated with an individual (pseudonymous).
Figure 3.12 shows how this scheme is effective in separating information which must
be protected from information which may be published.
3.7.2 Encryption
Digital copies of identifiable information was stored in an encrypted archive, pro-
tected by AES-256 encryption algorithm, using 7-Zip archiving software, which must
also be used, with the chosen password, to access the data.
3.7.3 Physical Security
Physical copies of identifiable information was stored double-locked; i.e. in a locked
cupboard, which resides in a room within the School of Digital Arts that has re-
stricted access, and is kept locked.
Physical copies of identifiable information were digitised and shredded once they
were no longer needed for the study, to reduce the risk of a security breach.
3.8 Data Processing
To make the sensor data more comprehensible, and to bring out its implications
for physiological instrumentation, several processes were applied to the data. The
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techniques used in these processes can be categorised as either pre-processing or
post-processing, where the former does not alter the data, but only converts it from
one form to another, and the latter is designed to isolate, or alternatively eliminate,
a feature from the data.
It is important to separate processes applied to the data in this way, so that
artefacts introduced by post-processing techniques are not seized upon as great dis-
coveries. Any feature which is revealed by post-processing, must also be identifiable
in pre-processed or raw data to be valid.
Pre-Processing Techniques
1. Calculation of sensor tilt, derived from accelerometer and gyrometer data
2. Transposition of Accelerometer data from the sensor axes (x′ and y′,) to the
reference axes (x and y)
Post-Processing Techniques
1. Segmentation of data
2. Removal of the effects of head tilt from the data
The methodology for each process is explained in detail in this section.
3.8.1 Calculating Sensor Tilt
Sensor tilt is calculated using a fusion of accelerometry and gyrometry data. A
simple time-integration of gyrometry (equation 3.12) data produces tilt, however
any error in the sample period will cause a scaling error, and even the smallest
inaccuracy in calibration of the gyrometer will cause an accumulating error (referred





In equation 3.12, θγ is the tilt calculated from gyrometer data alone, φ is the
measured rotational velocity of the sensor, i.e. the gyrometer output, and θ0 is the
initial tilt of the sensor.
The initial tilt, θ0, can not be known from gyrometer data alone, and is initially
assumed to be 0; later calculations using accelerometer data will correct this (see
below).
If it is assumed that the sensor is suspended in space, freely rotating, with no
external forces acting upon it – other than the earth’s gravitational field – the tilt









As we are using the accelerometer to measure the force exerted upon the sensor by
the larynx during deglutation, it is obvious that these assumptions do not apply and
this technique will also introduce an error, however unlike the integration method,
the error is not accumulative.
Given that when the error is zero, the absolute acceleration is 1G, the error can






When eθ.α is close to zero, θα can be used as an acceptable estimate of θ. Mo-
ments where the above conditions are satisfied are used to correct eθ.γ, following the
equations in 3.15:
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θ0 = θα.1 (3.15c)
θ = θγ + θmt+ θ0 (3.15d)
This data fusion technique functions, in summary, by using θα (which is stable, but
noisy) to correct the systematic error in θγ.
Figure 3.13: A MATLAB tool to use θα (red), which is contaminated by high fre-
quency noise originating from laryngeal motion, to correct systematic errors in θγ
(blue), showing sliders which set manual correction factors for (top to bottom) initial
tilt, drift, and sample period.
A tool was created using MATLAB, shown in figure 3.13 and listed in appendix
C, to perform this fusion operation on the sensor data.
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3.8.2 Transposition of Data to Axes of Reference
To reverse the effects of sensor rotation on accelerometry data, the tilt of the sensor
must first be calculated by fusion of accelerometry and gyrometry data (see section








Once the tilt is known, then a rotation matrix is used, as shown in equation
3.17, to transpose the acceleration signals from the sensor’s relative axes (x′,y′) to













 cos θ sin θ
− sin θ cos θ

 (3.17)
The final step in pre-processing the accelerometer data, is to separate the AP and
SI accelerations, i.e. due to laryngeal motion, from the gravitational acceleration
















As even a small error in calibration of the accelerometer will result in a mis-
alignment of the real and theoretical gravitational vectors, a second tool was created
using MATLAB, shown in figure 3.14 and listed in appendix C, to manually make
small adjustments.
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Figure 3.14: A MATLAB tool to adjust nominal x and y values for G at a given
value of θ. The red trace shows G, while the blue trace shows accelerometry data.
When G is correctly calculated, the mean for any accelerometry series should rest
on the red trace.
3.8.3 Segmentation
Attempts have been made to automatically segment [62] accelerometer data. These
methods are based on the assumption that a swallow will present certain features,
which once detected indicate a swallow. There is, however, little justification pre-
sented that this will always be the case, particularly as the mechanisms that govern
laryngeal accelerometry were reported by some of the same authors [41] to be poorly
understood. In addition, dysphagic swallows may present unusual traces, or a com-
plete absence of features whatsoever (in the case of the subject not elevating their
larynx in response to the passage of a bolus through their pharynx.)
For the purpose of this work, segmentation was done by hand, guided by times-
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tamps encoded during the data capture marking start and end of ingestion, to
ensure that anomalous signals are segmented in the same way as those that present
the expected pattern.
Figure 3.15: A MATLAB tool for marking the start and end of swallowing segments.
The blue and black traces show sensor tilt, while the red and green traces show the
difference of the sensor tilt and a 0.2 s time-shift of the same, which can help to
identify laryngeal elevation. the blue and red traces are from the top sensor (placed
immediately above the laryngeal prominence), while the black and green traces are
from the bottom sensor (placed between the laryngeal prominence and the thyroid
gland).
A MATLAB tool, shown in figure 3.15, was created to aid this process.
3.8.4 Removing Head Tilt
Figure 3.16 shows the typical pattern of sensor tilt as a subject mimes drinking from
a cup. As the subject’s head is tilted backwards, so is the sensor.
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Figure 3.16: Tilt (orientation) of the sensor as the subject mimes drinking from a
cup. The sensor rotates backwards from point A to B following the subject placing
the cup against their lips, and then forwards again from B to C, at which point the
subject moves the cup away from their lips again.
As this is behaviour that was not experimentally controlled, and which varies
greatly between individuals, a method was designed to neutralise the effect that
head tilt has on sensor tilt for the purpose of measuring sensor tilt due to laryngeal
elevation.
Firstly, we establish that we are interested in controlling for only the head-derived
tilt that occurs for the period immediately before laryngeal elevation begins, until
immediately after the larynx returns to rest position.
Secondly, we observe that the head tilt is characterised by mostly steady gradi-
ents.
From this, once the data is segmented, we can calculate a baseline gradient which
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This baseline is subtracted from the segmented trace (see figure 3.17).
Figure 3.17: The baseline of each swallow (post-segmentation) is calculated (red),
and subtracted from the sensor tilt (black) to produce the segment tilt, minus the
effects of head tilt.
For our immediate purposes, of characterising the sensor output during swallow-
ing for a range of anatomical variables, this produces adequate data. For practical
instrument design, an automatic means of eliminating the effect of head tilt on the
sensor must be developed. The use of a separate sensor to achieve this, that solely
measures head tilt, is introduced in section 5.4.
72
3.9 Conclusion
In this chapter, we set out the methods we used to study the interaction between
a throat-mounted sensor and the larynx during swallowing, including the design of
our simulation and mechanical models, our experiments with human participants,
and our methods of sensor data processing.




In this chapter, the results from experiments following the methods described in
chapter 3 are presented.
First, all results relating to the simulation model are presented (section 4.1).
Next, all results relating to the mechanical model are presented (section 4.2). Thirdly,
all results relating to human participants are presented (section 4.4). Lastly, basic
analysis is performed on the results (sections 4.5 and 4.6).
4.1 Simulation Model
The simulation model was used to run simulations in 435 combinations: 29 LP sizes
and 15 elevation speeds; for each iteration, the accelerometer and gyrometer signals
were calculated, the sensor tilt calculated, and also the AP and SI acceleration
signals with gravity removed. The peak-to-peak acceleration was measured for each
iteration, as was the peak tilt, and the peak gyrometer signal.
Figure 4.1 shows an example of the signals from the (simulated) sensor, for an
laryngeal prominence (LP) size of 5 mm and an elevation period of 0.5 s; the peak
in the blue gyrometer signal (at around 2 seconds) shows that the model predicts
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Figure 4.1: Simulation model output signals for a laryngeal prominence of 5mm. a)
Raw accelerometer and gyrometer signals. b) Angle of the sensor over time. c) The
acceleration of the sensor along the global X and Y axes.
a clear forwards tilt associated with larynx elevation (and corresponding backwards
tilt upon lowering of the larynx, at around 4 seconds.) This is made clear in figure
4.1 b, which shows the orientation of the sensor, calculated from the raw data using
the method described in section 3.8.1. Figure 4.1 c reports the acceleration along
the global axes (x in red and y in blue); both lines, red and blue, are characterised
by peaks which represent an oscillatory acceleration when the larynx is elevated (at
around 2 seconds), and a second when it is lowered (at around 4 seconds).
The maximum sensor displacement in the x (anterior) direction is equal to the
size of the LP, since the sensor must move this far in the anterior direction to
permit the LP to pass from below the sensor to above it. As the sensor completes
a full cycle of displacement (i.e. forwards past the LP, and then back towards the
cricoid cartilage once the LP has passed) in the time taken for the larynx to be
elevated, we hypothesise that the acceleration is proportionate to displacement, and
proportionate to the speed of elevation squared. Similarly, we hypothesise that the
rotational angular velocity increases in proportion to the LP size, and in proportion
to the speed of elevation, and that the maximum tilt increases in proportion to the
LP size only.
From the results of our simulations, as shown in figure 4.2, the simulation model
75
output matches these expectations. Figure 4.2a shows a linear increase in accelera-
tion with respect to LP size, shown as straight lines from bottom left towards top
right, and a super-linear increase in acceleration with respect to speed of elevation,
shown as curved lines from bottom right towards top left. Figure 4.2b shows a linear
increase in maximum tilt with respect to LP size, shown as straight lines from bot-
tom left to top right, and no relationship between speed of elevation and maximum
sensor tilt, shown by the rectangular shape of the surface. Figure 4.2c shows an
almost-linear increase of maximum rotational velocity of the sensor with respect to
LP size, shown as almost-straight lines from bottom left towards top right, and a
linear increase of maximum rotational velocity with respect to speed of elevation,
shown as straight lines from bottom right towards top left.
Figure 4.2: Influence of laryngeal prominence size and speed of elevation on sensor
characteristics. a) Peak-to-peak X axis acceleration increases linearly with laryngeal
prominence size and quadratically with speed of elevation. b) Maximum sensor
tilt increases linearly with laryngeal prominence size, and is unaffected by speed of
elevation. c) Peak angular velocity increases linearly with both laryngeal prominence
size and speed of elevation.
4.2 Mechanical Model
Data was recorded from the mechanical model during eight (8) sessions – two (2) for
each combination of larynx shape size (3 mm and 15 mm LP) and elevation period
(0.5 s and 1 s). In each session, a series of ’swallows’ were recorded. Two recordings
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for each combination was sufficient, as the signals were highly consistent (see figure
4.3 for an example of three consecutive swallows).
4.2.1 Raw Mechanical Model Data
The raw data from the sensor placed on the mechanical model is presented here.
Figure 4.3: Data from mechanical model with 3 mm laryngeal prominence larynx
shape. The top graph shows the three axes of the accelerometer; the bottom graph
shows the three axes of the gyrometer. Three successive swallows are shown, starting
at 4 s, 5.8 s and 7 s, each moving to maximum elevation in 0.5 s.
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Figure 4.4: Data from mechanical model with 15 mm laryngeal prominence larynx
shape and an elevation period of 0.5 s.
Three successive swallows using a 3 mm LP larynx shape are shown in figure 4.3
and a swallow using a 15 mm LP larynx shape size is shown in figure 4.4. Swallows
across sessions were highly repeatable; the same patterns in the accelerometry and
gyrometry data were visible each time.
The positive peaks in the Y axis gyrometer signals (the green gyrometer trace
in figures 4.3 and 4.4) indicate a forwards rotation of the sensor; negative peaks
indicate a backwards rotation. The forwards rotation can be seen to coincide with
the start of the accelerometry activity for each swallow, and the backwards rotation
with the end of the accelerometry activity.
4.2.2 Pre-Processed Mechanical Model Data
Figure 4.5 shows the tilt of the sensor over time, as calculated using equation 3.15
in section 3.8.1.
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Figure 4.5: Sensor orientation (tilt) on mechanical model, calculated using a fusion
of gyrometer and accelerometer data.
The trace shows a negative peak of -9◦, indicating a backwards tilt, followed by
a positive peak of 19◦, indicating a larger forwards tilt, then a local negative peak,
indicating a small backwards tilt, then another positive peak, a smaller negative
peak, and then a return to the starting tilt angle. In the placement of the sensor
on the model, there was a small gap between the LP and the sensor. The initial
negative peak on the trace corresponded to the point that the LP touched the lowest
point on the sensor.
The peak-to-peak tilt using the 3 mm larynx shape was 28◦, and the peak-to-peak
tilt using the 15 mm larynx shape was 46◦.
Figure 4.6 shows the acceleration of the sensor transposed to the reference axes
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Figure 4.6: Sensor acceleration on mechanical model, transposed to reference axes.
using equations 3.17 and 3.18 in section 3.8.2.
4.3 Validation of Simulation Model
Our description of the relationship between laryngeal motion and throat-mounted
sensor is the basis of the simulation model. To have confidence in this description,
it must be shown to be predictive of real-world experiments. For this, we examine
the results from experiments with the mechanical model, and compare them to the
simulation model results.
Comparing the simulation model traces shown in figure 4.1 with the mechanical
model traces shown in figures 4.3, 4.5 and 4.6, the similarities in the shape of the
traces is unmistakable, and the key to the shape of the simulation model traces is
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the pattern of sensor tilt as the larynx is elevated.
The simulation model results indicate that the tilt of the sensor is a function
of the laryngeal elevation and the laryngeal prominence size. In particular, the
maximum tilt increases linearly with an increase in LP size. Figure 4.7 shows how the
sensor tilt calculated for the simulation model compares to the sensor tilt recorded
on the mechanical model.
Figure 4.7: Comparison of sensor tilt over laryngeal elevation between the mechanical
model (3 mm laryngeal prominence, blue trace, 15 mm laryngeal prominence, red
trace) and the simulation model (3 mm laryngeal prominence, black dashed trace,
15mm laryngeal prominence, magenta dashed trace)
It can be seen that there is agreement in the general shape of the traces. There
is a negative tilt up until the point that the lower edge of the sensor is resting on
the LP (defined as 0 mm elevation.) There is also a reasonably linear increase in
tilt in the forward direction until the upper edge of the sensor is resting on the LP
(at 16 mm elevation), and that the tilt then decreases towards resting position.
We must address the differences between the mechanical model traces and the
simulation model traces: the negative peak in the tilt, for the 15 mm LP, differs
in amplitude between the simulation model and mechanical model trace; the posi-
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tive peaks of both LP sizes differs in amplitude between the simulation model and
mechanical model trace; the sensor tilt begins to be effected by laryngeal elevation
at a lower elevation in the mechanical model than in the simulation model; the
mechanical model traces apparently trend towards returning to rest tilt at a higher
elevation than in the simulation model, however the data for this is incomplete, due
to limitations of the mechanical model’s range of elevation (50 mm total range).
Differences in the detail of the simulation model and the mechanical model are
to be expected, as the simulation model represents a simplification of the physical
situation, and does not take all details of the shape that the skin forms in response
to laryngeal elevation into account. The question is whether the principles of the
model are accurate.
For our simulation model, it can be seen that while the precise values of the
tilt differ, the pattern of increasing LP size correlating with greater tilt peaks and
greater peak-to-peak acceleration does agree. In addition, the pattern of linear tilt
between 0 and 16 mm elevation is present for both the mechanical model and the
simulation model. It is reasonable, therefore, to infer that the physical principles
that the simulation model is built on are, as far as they go, a plausible account of
the relationship between the laryngeal motion and the sensor output.
4.4 Human Participants
Twenty-three (23) respondents participated in the experimental procedure described
in section 3.5.
The measurements taken of the participants’ throats is presented in table 4.1,
together with the participant’s age and sex.
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Table 4.1: Participant Measurements
Participant ID Age Sex LP Size LP to Thyroid Length LP to Chin Distance
P1 43 M 8.23 35.39 19.32
P2 36 M 7.42 31 14.9
P3 55 F 2.58 28.5 27.22
P4 35 M 13.61 54.38 23.84
P5 34 F 2.95 28.56 18
P6 29 F 1.04 27 11.15
P7 23 F 1.2 28.4 20.29
P8 37 M 5.62 35.49 20.67
P9 61 M 10.58 40.17 18.41
P10 35 M 11.51 56.73 25.61
P11 21 F 2.91 26.58 13.63
P12 25 M 7.99 35 18.13
P13 26 F 2.19 29.67 13.23
P14 29 M 5.96 44.73 19.65
P15 29 M 9.88 35.61 40.04
P16 50 F 1.22 24.2 18.11
P17 40 F 1.13 37.57 15.88
P18 25 F 2.65 28.26 15.92
P19 48 M 9.54 36.03 40.51
P20 24 M 4.95 33.27 15.18
P21 35 F 1.95 29.32 14.9
P22 57 M 11.64 45.15 33.06
P23 42 F 1.27 34.78 24.54
All measurements are in mm
4.4.1 General Observations of Human Participants
The participants all reported that they were comfortable swallowing the three liquids
in the quantity provided, and all picked up the cup in their dominant hand, before
moving the cup to their lips and tilting the liquid into their mouth in a continuous
motion.
There were differences observed in the gross swallowing behaviour of the par-
ticipants from this point onwards, however: in some cases, the bolus was ingested
in multiple, discrete, small sips, with a corresponding plurality of swallows, and in
others, the entire bolus was swallowed in one motion (’downed’) with their larynx
83
held in an elevated position for the duration of the swallow; in some cases, their
head was held level, while in other cases, they tilted their head quite far backwards.
Bolus viscosity played a role in the participants’ swallowing behaviour: the water
bolus produced the most variation between participants, with the greatest head-
tilt, and fastest swallowing; the smoothie produced the most carefully controlled
swallowing all the participants took multiple small sips. In the data (see section
4.4.2), this behaviour produced an easily recognizable, repeated pattern from the
sensor. The ’downed’, continuous swallow observed in some participants with the
thin liquids (water and juice), this produced a markedly different pattern from the
sensor (see section 4.4.2).
4.4.2 Raw Data from Participants
Data was captured successfully with twenty-two (22) participants. A minimum of
five (5) swallows were captured for each of the participants (and a minimum of one
(1) for each bolus type,) capturing a total of two-hundred-and-one (201) swallows.
An example of data from a swallow using a water bolus is shown in figure 4.8.
The swallow starting at 3.5 seconds can be seen to last for twice as long as the
swallow starting at 7 seconds. The baseline of each accelerometry axis can be seen
to be fairly flat, as there was little head movement. There is a slight upward tilt
on the blue trace (and downwards on the red trace,) which is indicative of a small,
but steady, lifting of the chin for the duration of the swallow. The peaks in the
green gyrometer trace indicate rotation of the sensor, similar to that seen in the
mechanical model data.
An example of data from a swallow using a juice bolus is shown in figure 4.9.
The swallow starting at 2.5 seconds can be seen to last for nearly three times as long
as the swallow starting at 8.5 seconds. This is an example of downing behaviour. A
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Figure 4.8: Data from P3 swallowing a water bolus. The bottom graph shows the
three axes of the gyrometer. One long swallow is visible from 3.5 s, and one short
swallow is seen from 7 s.
positive peak in the green gyrometer trace at 3s and negative peak at 6s indicates
that the sensor rotated quickly forwards (peaking at 182 degrees per second) at the
start of the swallow, and quickly backwards (peaking at -148 degrees per second) at
the end of the swallow.
An example of data from a swallow using a smoothie bolus is shown in figure
4.10. There are three swallows visible here, each lasting roughly a second. Gyrometer
peaks corresponding to the start and end of swallows can be seen here also.
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Figure 4.9: Data from P3 swallowing a juice bolus. The top graph shows the three
axes of the accelerometer; the bottom graph shows the three axes of the gyrometer.
One long swallow is visible from 2.5 s, and one short swallow is seen from 8.5 s.
Figure 4.10: Data from P3 swallowing a smoothie bolus. The top graph shows the
three axes of the accelerometer; the bottom graph shows the three axes of the gyrom-
eter. Three swallows are visible, starting at 2.5 s, 6 s and 11 s. The head is tilted
backwards between 6 s and 9 s.
The time taken to swallow the bolus can be seen to increase with the thickness
of the bolus, from under 10 seconds (for water), to nearly 11 seconds (juice), to 14
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seconds (smoothie).
The Y axis of the accelerometer (nominally aligned to the medial-lateral axis of
the participant) can be seen to output close to 0 G throughout all three swallowing
sessions; this is typical of all recordings of swallowing sessions.
The Z axis of the gyrometer (nominally aligned to the anterior-posterior axis of
the participant) can be seen to output close to 0 degrees per second throughout all
three swallowing sessions; this is typical of all recordings of swallowing sessions.
The X axis of the gyrometer (nominally aligned to the superior-inferior axis of
the participant) can be seen to produce a small signal that roughly shadows the Y
axis (medial-lateral); the amplitude of the X axis is small in comparison to the Y
axis in all recording of swallowing sessions.
4.4.3 Processed Data from Participants
The participant data was processed, using the tools and techniques described in
section 3.8. The sensor tilt was calculated from the data, the accelerometer data
was transposed from relative to reference axes, individual swallows were segmented
out, and the effects of head tilt were removed from the segmented swallows.
4.4.3.1 Tilt Calculated from Participant Data
Figure 4.11 shows the tilt calculated from the data from participant P21, selected
as a representative trace of the data-set.
The behaviour exhibited by this participant in this recording was to briefly tilt
their head forward as they brought the cup to their lips, swallowed twice as they
ingested the bolus, then tilted their head back to drain the cup before swallowing
twice to clear the residue from their throat.
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Figure 4.11: Sensor tilt for participant P21 consuming 30ml of juice. Swallows
starting at 2.1 s, 4.4 s, 9.2 s and 10.6 s. Significant head movement from 0 to 1.8
s, and from 6 to 9.2 s.
4.4.3.2 Transposition of Participant Data
Figure 4.12 shows the result of transposing the accelerometer data of the same data-
set as discussed above, in section 4.4.3.1.
The effect of the transposition is to mostly eliminate the low-frequency signal
visible in the raw data, leaving low-amplitude broad-spectrum noise (i.e. general
’fuzziness’ in the trace) and sharp ’spikes’ that correspond with the swallows visible
in figure 4.11.
The spikes are visible on both axes, and the amplitude of the spikes is propor-
tional to the subject’s LP size.
Interestingly, the transposed accelerometry data is not contaminated by head
movement, however it is important to note that the transposition operation depends
on the sensor tilt being calculated. Transposed accelerometry data is an addition to
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Figure 4.12: Acceleration graph for participant P21 consuming 30ml of juice, trans-
posed to x and y axes.
sensor tilt, not an alternative.
4.4.3.3 Variation of Swallowing Data
The swallows recorded from some participants were extremely consistent in nature
(see figure 4.13,) while other participants displayed variability in duration of swal-
lows (see figure 4.14,) and in maximum tilt (see figure 4.15.)
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Figure 4.13: Segmented swallows from participant P21. Colours are to distinguish
successive traces. There can be seen to be very little variation in the tilt pattern
between swallows.
Figure 4.14: Segmented swallows from participant P22. Colours are to distinguish
successive traces. There can be seen to be significant variation in the duration of the
swallows.
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Figure 4.15: Segmented swallows from participant P7. Colours are to distinguish
successive traces. There can be seen to be significant variation in the maximum tilt
across swallows.
Figure 4.16 shows the duration of each swallow for each participant, from the
time the larynx begins to elevate (measured as the beginning of the sharp forward
tilt of the sensor,) to the time it returns to rest (measured as the end of the sharp
backward tilt of the sensor.)
The mean duration of a swallow was 0.64s, with a standard deviation of 0.14s.
Outliers tended to be a multiple of the typical duration for that participant, suggest-
ing that when the larynx is held at maximum elevation, this is a kind of repeated
behaviour at a neurological level.
91
Figure 4.16: The time from the sharp forward rotation of the sensor, to the sharp
backwards rotation of the sensor for each swallow, grouped by participant. Water is
shown as blue circles; juice is shown as green stars; smoothie is shown as red x’s.
s
Figure 4.17 shows the time from resting sensor tilt to maximum sensor tilt for
each swallow.
The mean time to maximum sensor tilt was 0.3s, with a standard deviation of
0.17s.
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Figure 4.17: The time from resting sensor tilt to maximum sensor tilt for each
swallow, grouped by participant. Water is shown as blue circles; juice is shown as
green stars; smoothie is shown as red x’s.
4.5 Statistical Analysis of Participant Data
In the simulation model results, we saw that the size of the accelerometer peak-to-
peak, gyrometer peak and maximum tilt all increase linearly with laryngeal promi-
nence size; in this section we present analysis which shows this to be the case with the
results from experiments with the human participants also. Regression analysis was
performed with the gyrometer peak, maximum tilt, and accelerometer peak-to-peak
as outcome variables, and the LP size as the predictor variable.
The maximum accelerometer peak-to-peak, maximum sensor tilt, and maximum
gyrometer peak were measured from all traces of participants drinking the smoothie
bolus (used here because, as stated in section 4.4.1, participants exhibited the most
consistent and comparable behaviour with the smoothie bolus.)
Figure 4.18 reports the gyrometer peak plotted against the LP size of different
human participants. Figure 4.18 shows a general trend that as the LP increases
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in size, the gyrometer peak increases as well (also as described by the simulation
model). The application of least squares regression analysis (dashed blue line in
Fig 4.18) reports a slope of 8.9 dps/mm, which is significantly different from zero
(p = .00013), with R2 = .53; this means that gyrometer peak is influenced by LP
size.
According to the simulation model, speed of elevation directly influences the
gyrometer peak. In our experiment, we did not control for speed of elevation. It is
reasonable to infer that speed of elevation is a primary source of the scattering of
the data in figure 4.18.
Figure 4.18: Laryngeal prominence size vs. gyrometer peak observed during larynx
elevation (smoothie bolus only)
Fig 4.19 shows the maximum tilt of the sensor in response to swallowing, plotted
against the LP size of the participants. Fig 4.19 shows a general trend that as LP
size increases, the maximum tilt also increases. Applying least squares regression
analysis to this data (dotted blue line in Fig 4.19) reports a slope of 1.2 degrees/mm,
which is significantly different from zero (p = .000046), with R2 = .53; this means
maximum sensor tilt is influenced by LP size.
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Figure 4.19: Laryngeal prominence size vs. maximum sensor tilt observed during
larynx elevation (smoothie bolus only)
Figure 4.20 shows the acceleration peak-to-peak in response to swallowing, plot-
ted against the LP size of the participants. Figure 4.20 shows a general trend that
as LP size increases, the acceleration peak also increases. Applying least squares
regression analysis to this data (dotted blue line in figure 4.20) reports a slope of
0.07 ms-2/mm, which is significantly different from zero (p = .035), with R2 = .2;
this means that the accelerometer peak-to-peak is influenced by LP size, albeit less
than the previous two quantities. According to our simulation model, speed of ele-
vation has a strong influence on accelerometer peak-to-peak. In our experiment, we
did not control for speed of elevation, which we believe to be a primary source of
the scattering of the data in figure 4.20.
4.6 Review of Proposed Mechanisms
In section 3.2 we proposed some basic mechanisms underlying laryngeal accelerom-
etry. Here we show that the results from our experiments support the proposed
mechanisms.
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Figure 4.20: Laryngeal prominence size vs. acceleration peak-to-peak observed dur-
ing larynx elevation (smoothie bolus only)
In the results above, a high-amplitude, low-frequency signal is visible on the ac-
celerometer trace, which coincides with sensor tilt. In addition, it was demonstrated
in section 3.8.4 that head tilt produces a particularly large low-frequency signal.
The existence of consistent gyrometer activity at the point of deglutation demon-
strates that sensor rotation is a fundamental component of the accelerometry signal
documented in the literature. In our results we have consistently observed a gyrome-
try peak in response to laryngeal elevation, both in the case of the mechanical model
and with human participants. Also supporting this view is the consistent observa-
tion (during a swallow) of an accelerometry signal of 0.5G which can be attributed
to sensor rotation alone – this is far in excess of the remaining accelerometer signals,
which we attribute to sensor displacement.
With the removal of the effects of sensor tilt from the accelerometer (through
the transposition of the accelerometry signals to the x and y reference axes,) a
dependable pattern in the accelerometry signal at the points of elevation and de-
elevation of the larynx can be seen along both axes. This indicates that there is
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acceleration of the sensor along both axes.
There is insufficient information to determine which features and aspects of the
accelerometry signals are caused by laryngeal elevation and which by laryngeal ex-
cursion, however the combined influence of the two axes of laryngeal displacement
on the sensor is clear.
4.7 Conclusion
In this chapter, the results from our experiments were reported, as well as our initial
analysis of the data, providing direction for the next stage of the project.
In the next chapter, we draw out the specifications for an instrument useful for
screening and assessment of dysphagia through further analysis of our results, and
present a prototype instrument based on these specifications.
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Chapter 5
Further Analysis and Instrument
Design
This chapter builds upon the findings in chapter 4, with the aim of elucidating in-
formation useful to the development of instrumentation for assessment of dysphagia
based on the sensors described in chapter 3. Where chapter 4 is exploratory in its
approach, broadening our understanding of sensor data, this chapter is targeted,
deepening our knowledge of the particular effects relevant to the measurement of
laryngeal elevation.
We begin by analysing the anatomical measurements of participants in section
5.1, to determine which factors are important to consider in the design of dysphagia
instrumentation. Next, section 5.2 evaluates the various strands of processed data
for clinical usefulness. Section 5.3 sets out a specification for instrumentation that
is likely to be of clinical use based on the earlier analysis. The chapter closes in
section 5.4 with a description of a prototype instrument, based on the specifications
laid out in section 5.3.
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5.1 Participant Anatomical Measurements
The mechanics of swallowing physiology described in chapter 3 predict that LP size
influences the amplitude of both accelerometry and gyrometry data. In chapter 4,
this effect was seen in participant data. For a potential instrument to mitigate this
effect, the LP size of the subject must be measured. This may not be practical in all
applications, for example in the case of a screening procedure which requires as few
and as simple actions as possible. In such cases, it is useful to identify predictors of
LP size, which may be used to estimate LP size.
The ages of our participants were well distributed between 21 and 61 years of
age, and reasonably gender balanced, as can be seen in figure 5.1. Male laryngeal
prominence (LP) size was evenly distributed between 5.65 and 13.61 millimetres,
while female LP size was evenly distributed between 1.04 and 2.91 millimetres.
Figure 5.1: The distribution of participant age and laryngeal prominence size. Male
participants are shown in red, while female participants are shown in blue.
This section presents analysis which establishes the level of correlation between
the three anatomical variables, and whether the age and sex of the subject is pre-
dictive of the LP size, concluding with an assessment of the importance on these
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factors in consideration of instrument design.
Our sample size is small, but the literature does not give the popular distribution
of the measurements we are interested in, and their correlations between one another.
5.1.1 Correlation between LP Size, LP to Chin, and LP to
Thyroid Gland
First, we examine the correlation between the three anatomical measurements. The
Pearson’s correlation coefficient between LP size and LP to chin distance is ρ =
0.5906 (p = 0.0038), between LP size and LP to thyroid length is ρ = 0.8031
(p < 0.0001), and between LP to thyroid length and LP to chin distance is low
(ρ < 0.4) and not statistically significant.
Figure 5.2: Laryngeal prominence to chin distance plotted against laryngeal promi-
nence to thyroid gland length, with laryngeal prominence size heatmapped.
From this, we can determine that there is a strong positive relationship between
the size of the laryngeal prominence and the length of the larynx body, a moderate
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positive relationship between the LP size and the distance from the LP at rest to
the chin, and no real relationship between the length of the larynx and the distance
from LP at rest to the chin. This can be observed in figure 5.2, where the LP size
can be seen to increase (i.e. the dots move from blue to yellow) along the vertical
axis (LP to thyroid length), but not along the horizontal axis (LP to chin distance).
A subject with a larger LP size is highly likely to have a longer larynx, but only
somewhat likely to have a larynx lower from their jaw-line. The length of a subject’s
larynx cannot be deduced from a measurement taken of the distance between their
LP and their chin, nor vice versa.
5.1.2 LP Size dependence on Age Groups
To evaluate the effect of age on LP size, one-way anaylysis of variance (ANOVA)
(see table 5.1) was performed, regarding age (grouped by decade) as the independent
variable and LP size as the dependent variable. Figure 5.3 visualizes the spread of
LP size for each age group.
Table 5.1: One-way analysis of variance: LP Size from Age Groups
Source Sum Sq. d.f. Mean Sq. F P
Between Age Groups 56.578 4 14.1444 0.82 0.5272
Within Age Groups 309.202 18 17.1779
Total 365.78 22
The low F-number (F < 1) and high p-number (p > 0.5) in the analysis shown in
table 5.1 demonstrate that the LP sizes of different age groups is not significantly
different. It would be impossible to predict a subject’s LP size based on their age,
or to infer their likely age group from knowledge of their LP size.
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Figure 5.3: Visualization of distribution of laryngeal prominence size for each age
group, where participants were grouped into age groups by decade. Significant overlap
between groups suggests that age does not predict laryngeal prominence size. In this
box-whisker plot, the horizontal red lines represent the mean for each group; the black
horizontal lines at the end of the ‘whiskers’ represent the maximum and minimum
values of each group; the horizontal blue lines at the top and bottom of the ‘boxes’
represent the 75th and 25th percentile, and the corners of the diagonal section of the
box, called the ‘notches’, represent the 95 percent upper and lower confidence limit
of the true mean value for each group.
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Figure 5.4: Visualization of distribution of laryngeal prominence size for male and
female groups. The total absence of overlap between the two groups suggests that sex
predicts laryngeal prominence size.
5.1.3 LP Size dependence on Sex
To evaluate the effect of sex on LP size, one-way ANOVA (see table 5.2) was per-
formed, treating sex (male and female) as the independent variable and LP size as
the dependent variable. Figure 5.4 visualizes the spread of LP size for participants
grouped into male and female categories. The high F-number (F > 10) and low
Table 5.2: One-way analysis of variance: LP Size from Sex
Source Sum Sq. d.f. Mean Sq. F P
Between Sexes 280.7 1 280.7 69.28 4.3345×10-8
Within Sexes 85.079 21 4.051
Total 365.78 22
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p-number (p < 0.001) in the analysis shown in table 5.2 demonstrate that the LP
size of male and female subjects is significantly different. Female subjects may be
predicted to have an LP size of 2 ± 1mm; male subjects may be predicted to have
an LP size of 9± 5mm.
5.1.4 Summary of Anatomical Measurement Analysis
In summary, there is no significant trend correlating age with LP size; there is,
however, a clear, statistically significant separation in LP size between male and
female participants: i.e. there were no female participants with a LP size greater
than 3mm, and also no male participants with an LP size measured smaller than
5mm.
It is important to note that children were excluded from the data capture; The
literature shows that the male/female distinction would be smaller for younger chil-
dren, and that the LP size would increase with age up to the mid-teens [46], [47].
5.2 Comparison of Tilt and Acceleration as Indi-
cators of LP Elevation
Using the processing techniques developed in section 3.8, and applied to our raw
participant data in section 4.4.3, we have access to a rich feature-set. Both the
transposed accelerometer data and the sensor tilt can be used to identify when the
larynx has been elevated.
Where the usefulness of the two classes of data differ, is that the sensor tilt
has been shown in this work to be a function of LP size and elevation, whereas
the transposed accelerometry data is a function of LP size alone. In the literature,
there is a suggestion that accelerometer peaks are proportional to peak laryngeal
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elevation, however this refers to un-transposed accelerometer signals, which contain
rotation as a major component. The transposed accelerometer data has proved to
have a natural independence from head-movement.
The suggestion is that transposed accelerometry data is most useful for detecting
laryngeal elevation, and sensor tilt is most useful for measuring laryngeal elevation.
5.3 Instrument Specifications
From the analysis in this chapter and the results from chapter 4, we can begin to
design an instrument which measures laryngeal elevation. In this section we set out
the requirements for such an instrument.
5.3.1 Pre-requisite measurements
It can be seen from our findings in section 4.4.3.1 that sensor tilt is a clear indicator of
laryngeal activity, and can be used to infer moment-by-moment laryngeal elevation.
A priori, the subject’s LP size must be known for this calculation to be made, so
there must be the means to input the subject’s LP size into the instrument.
For screening procedures, it may be sufficient for the instrument to have a simple
means of switching between a male and female setting, so that the difference in LP
size can be adjusted for based on the mean prominence size for each sex.
5.3.2 Elimination of head tilt
The calculation of laryngeal elevation relies on the principle that the sensor tilt is a
function of the SI position of the LP. As tilting of the head also causes tilting of the
sensor, a way of rejecting the effect of head tilt on the sensor must be a requirement
for the instrument.
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To suggest a plausible method for isolating larynx-induced sensor tilt from other
tilt sources: the inclusion of a second sensor in the instrument, that moves with the
subject, but not with the larynx, could be used as a reference to ground the tilt.
5.3.3 Positioning of sensor
The instrument must have a reliable method of positioning it to ensure that the
sensor rests against the skin medially on the anterior of the throat, immediately
above the resting position of the LP. One possible method for achieving this could
be to use the chin as a guide, however the fact that there is significant variability in
the distance between the LP and the chin (11mm to 41mm) presents a significant
challenge in designing such a guide. It may be necessary to require the clinician
operating the instrument to locate the LP to properly position the instrument.
5.3.4 Sampling and calculation rate
From our results, in the typical swallow the larynx reaches peak elevation in roughly
0.1s. To ensure that the peak elevation is not missed in-between samples, the
calculation speed should ensure that there are at least 10 output data-points in that
period, i.e. an output of 100Hz.
5.3.5 Form factor
The instrument should be as portable as possible, and as comfortable to wear as




The requirements of IEC 60601 must be considered in the design (see section 2.8 for
further details on how this impacts portable electrical medical equipment.)
5.3.7 Medical Device Classification
Under the Medical Device Directive (see section 2.8), a device built to these spec-
ifications would be considered a Class Im medical device, as it is in contact with
unbroken skin only, and take measurements in recognised units.1
5.4 Prototype Instrument for Dysphagia
In section 4.3, it was demonstrated that the relationship between the subject’s laryn-
geal elevation and the sensor’s tilt is approximately linear over the larynx’s typical
range (given the careful positioning of the sensor.) The main limitation in using the
sensor tilt for inferring laryngeal elevation is that the tilt is also influenced by the
inclination of subject’s head and neck. This effect was mitigated in our prototype
instrument by the use of a second, reference sensor, from which the tilt of the sub-
ject’s neck is calculated and subtracted from the tilt of the sensor placed over the
LP; figure 5.5 illustrates this basic principle.
Also shown by figure 5.5 is the method we used to detect that the instrument is
in contact with the throat: capacitive sensors detect the presence of skin and enable
the output of the instrument – this helps to ensure that only valid measurements
are taken.
1Rule 10 of device classification states that active medical devices are Class IIa “if they are
intended to allow direct diagnosis or monitoring of vital physiological processes”. Laryngeal eleva-
tion is not considered a vital process; if it were, then a device built to these specifications would
be Class IIa.
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Figure 5.5: The basic process by which the prototype instrument calculates laryngeal
elevation from IMU sensor data.
Using this design, a prototype device was constructed from:
 A 3D-printed hard plastic body for the instrument, shaped to fit comfortably
on the throat while leaving a cavity for the sensor and other electronics
 A velcro neck strap
 A natural latex rubber membrane shaped to cover the hard instrument body
and suspend a sensor over the larynx
 A USB-powered microcontroller development board, with a ARM Cortex-M0+
processor
 Copper tape, used to form the electrodes for capacitive sensors
None of these materials are particularly expensive, difficult to acquire, or diffi-
cult to work with; with the exception of the 3D-printed body, the prototype was
constructed entirely by hand.
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Figure 5.6: The prototype instrument, viewed from the top.
The constructed prototype is shown in figures 5.6 and 5.7, where the IMU sensor
and capacitive skin sensor can be seen suspended by the rubber membrane, which
is held in position by the hard plastic instrument body, upon which the reference
IMU sensor is also mounted. The microcontroller development board is mounted
on the front of the instrument (i.e. the side furthest from the throat and capacitive
sensors) and can be seen as a dark shape under the rubber membrane in figure 5.6.
5.4.1 Testing
As the purpose of the prototype instrument is to show that it is possible to create an
inexpensive, portable, simple-to-use instrument that quantitatively measures laryn-
geal elevation during swallowing, these attributes are the criteria that the prototype
was evaluated against. Low-expense and portability were factored into the design
of the instrument. Ease of use was evaluated based on the consistency of results
when the device was hurriedly positioned on the throat, and compared to when it
was carefully positioned. To evaluate whether the instrument quantitatively mea-
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Figure 5.7: The prototype instrument, viewed from the bottom.
sures the elevation of the larynx, the output was compared to the sensor tilt graphs
from the data capture (as presented in section 4.4.3.1.) The expectation is that the
pattern of swallows should closely resemble the tilt graph, with the exception that
head tilt should be strongly attenuated or rejected altogether.
5.4.1.1 Testing procedure
Data was captured from the instrument mounted on the researcher’s throat, in three
successive exercises:
1 Swallowing 30 ml bolus of water while keeping head level
2 Swallowing 30 ml bolus of water while tilting head backwards
3 No bolus or swallowing, head nodded up and down in exaggerated movements
Each excercise was repeated 5 times, with the instrument removed and replaced
between each repetition.
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Figure 5.8: The prototype instrument, in position on the throat.
5.4.2 Prototype Test Results
The prototype instrument outputs three streams of data: the throat-mounted sensor,
the reference sensor, and the calculated laryngeal elevation.
Figure 5.9: Data from the prototype instrument. Left – throat sensor tilt (blue solid
line) and reference sensor tilt (red dotted line). Right – Laryngeal elevation calculated
by the instrument (black solid line) and smoothed laryngeal elevation (black dotted
line). Data recorded while subject drank from a glass of water, keeping head level.
In all of the recordings where a bolus was swallowed, the throat-mounted sensor
tilt was recognisable as following the same forward tilt, plateau, backwards tilt
pattern that can be seen in the participant data.
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Figure 5.10: Data from the prototype instrument. Left – throat sensor tilt (blue solid
line) and reference sensor tilt (red dotted line). Right – Laryngeal elevation calcu-
lated by the instrument (black solid line) and smoothed laryngeal elevation (black
dotted line). Data recorded while subject drank from a glass of water and tilted head
backwards to assist swallowing. Two swallows are visible.
Figure 5.11: Data from the prototype instrument. Left – throat sensor tilt (blue solid
line) and reference sensor tilt (red dotted line). Right – Laryngeal elevation calculated
by the instrument (black solid line) and smoothed laryngeal elevation (black dotted
line). Data recorded while subject nodded head up and down.
In the recordings where there was no head movement (see figure 5.9 for a rep-
resentative sample), the reference sensor (red dotted trace) had negligible effect on
the laryngeal elevation calculation (black solid trace). This demonstrates that our
reference sensor is insensitive to laryngeal motion, as intended.
In the recordings where there was head movement (see figure 5.10 for a repre-
sentative sample), the reference sensor can be seen to track the low-frequency shape
of the throat-mounted sensor, which, when the former is subtracted from the latter,
attenuates the head-movement component to a large extent. The laryngeal eleva-
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tion trace still exhibits some of the head movement, however in comparison with the
throat-mounted sensor trace, the swallows are far more pronounced.
In figures 5.9, 5.10, and 5.11, the instrument output (right-hand graphs) is
given in millimetres of laryngeal elevation, calculated from the sensor tilt (left-hand
graphs) using the LP size of the subject, according to the fomula given by equation
5.1, where l is the length of the sensor, θ is the calculated tilt of a sensor, θ0 is the
difference in tilt between the two sensors at zero elevation, and 4.5 + 1.19 (LP size)
is taken from the regression analysis visualized in figure 4.19 in chapter 4.
elevation = l
(
θthroat − θreference − θ0
4.5 + 1.19 (LP size)
)
(5.1)
The top line of the equation shows how the tilt is offset to have a baseline of 0mm
elevation; the bottom line shows how the tilt is normalised according to the subject’s
LP size; the output is then multiplied by the length of the sensor, l, to convert to
millimetres — 16mm is the length of the sensor used in the prototype instrument,
which means that this is the maximum elevation that can be measured in a linear
fashion by the instrument.
The ’stepping’ effect visible along the red dotted trace in figures 5.9 to 5.11 is
due to a periodic drift-correction being applied to the sensor data when there is
little movement in the reference sensor (and the accelerometer-calculated tilt error
defined in section 3.8.1, eθ.α, is therefore small.) The magnitude of drift for each
sensor depends on the success of a simple calibration routine, which is run prior to
the recording session. A more sophisticated calibration process could conceivably
eliminate this effect.
In the recordings where there was head movement only (no swallowing; see fig-
ure 5.11 for a representative sample), the nodding of the head can be seen on the
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laryngeal elevation trace, however the amplitude is quite low in comparison to the
swallows (5 mm, compared to 15 mm), despite the peak-to-peak amplitude in the
throat-mounted sensor trace being greater (40 degrees, compared to 15 degrees).
This demonstrates that head movement is greatly attenuated, however it is not
eliminated.
This attenuation is essential to the viability of the instrument, however. In
figure 5.10, there are two distinct swallows, but from the throat-mounted sensor tilt
alone (the blue solid trace), it would be impossible to measure the peak elevation
of each swallow – indeed the peak tilt of the first swallow is at the same angle as
the resting tilt after the second. In the corrected output (the black solid trace), the
peak elevation for both swallows can be seen to be equivalent.
A 10-point running mean was applied to the instrument output (black dotted
trace in figures 5.9 to 5.11) to evaluate whether some smoothing improves the fidelity
of the output; from the limited data available, this appears to eliminate the noise
from the drift-correction, at the cost of a reduction in the accuracy of measuring
rapid changes in laryngeal elevation.
5.5 Conclusion
In this chapter, we have looked at the variation in subject’s anatomical measure-
ments, and established that sex, but not age, is a predictor of laryngeal prominence
size, and that there is an 80% correlation between greater LP size and longer larynx
length. We have set out the specifications for an instrument capable of measuring
laryngeal elevation over time, and constructed a prototype to those specifications.
The results from testing the prototype support the view that our instrumentation
technique is effective in measuring laryngeal elevation in real-time.
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In the next and final chapter, we conclude the thesis by reviewing our findings in
the context of literature and current clinical practice, summarising of the outcomes





Dysphagia is a complex health condition which manifests in many ways, has many
possible causes, and the prognosis of which depends heavily on the general health
of the subject. As with many types of disease, early diagnosis of dysphagia greatly
improves the subject’s chances of a good outcome.
Two physiological functions of the pharyngeal stage of deglutation, essential for
safe swallowing, are protection of the airway, and propulsion of the bolus onward
through the UES. Pharyngeal dysphagia generally originates from a frustration of
either of these two functions – failure to protect the airway may result in aspiration,
while failure to progress the bolus may result in choking, as the protected airway
cannot be reopened until the bolus has been cleared. As both of these functions
rely, in part, on the elevation and excursion of the larynx, practical quantitative
measurement of laryngeal movement would be of high clinical value in the screening




Both sEMG and accelerometry / gyrometry present non-invasive means of measuring
laryngeal physiology, however neither technique has been developed to the point
where it is widely used in clinical practice.
The gold standards in modern clinical practice are VFSS and FEES, which to-
gether may provide a comprehensive view of a subject’s swallowing apparatus, but
as they are both invasive, both may be unsuitable for use with some potentially dys-
phagic subjects, and VFSS in particular can be be too restrictive for use with frail
patients. The use and interpretation of VFSS and FEES both require high levels of
training. In addition, neither VFSS nor FEES provide quantitative measurement of
laryngeal function.
VFSS is expensive, gives the subject a relatively high dose of ionising radiation,
and requires the subject to be transported to the radiology clinic and to conform
posture to the requirements of the imaging machine. These factors render this
technique inadvisable for young subjects and unsuitable for frail subjects. There
must be a clear need for videofluoroscopy, not addressable by other technologies,
before proceeding with VFSS; it is not suitable for routine dysphagia screening.
FEES is portable, but invasive and more limited in scope.
Both VFSS and FEES require expert interpretation, which limit their usefulness
in screening further.
There is a clear need for a non-invasive dysphagia screening technique which uses
advanced instrumentation to produce a quantitative measure of dysphagia risk, so
as to remove the barriers to the widespread routine screening for dysphagia.
Accelerometry provides the potential for a low-cost, non-invasive instrumentation
technique, but has historically had poor theoretical support for its use.
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6.3 Processing of Data
6.3.1 De-noising
We have seen in the literature that it is common practice to pass data through
de-noising filters as part of the data-capture for laryngeal accelerometry, however it
is premature to design a de-noising filter prior to understanding the components of
the signal well enough to be sure of what is and isn’t noise.
As the understanding of the nature of the laryngeal accelerometry signal is a
primary subject of this work, to apply any filter to the data runs the risk of removing
relevant data, which will ultimately prevent a well-grounded understanding of the
causal link between physiology and sensor data from being developed.
In principle, filtering should be targeted; i.e. a known noise source can be filtered
out; unknown noise sources cannot be, as it is impossible to distinguish novel noise
from novel signal features. Characterising sources of noise is therefore an important
secondary subject of this work.
Through comparison of the sensor signals from human participant swallows with
i) signals from participant head movement and ii) signals from mechanical model
swallows, head movement signals could be characterised. A strategy was devel-
oped to remove the effects of head tilt from the swallowing signals without using a
crude frequency-based filter, which would inevitably distort the swallowing signal,
removing the possibility of accurate reconstruction of sensor motion, and therefore
of inferring physiological motion.
6.3.2 Feature Extraction
In contrast to the literature, where there is a preponderance of abstract mathemat-
ical features, often further derived from abstract transformations of the data, we
have set our focus on features that have a direct physiological explanation, using
transformations that have concrete meaning.
Looking at the two accelerometer axes and one gyrometer axis that relate to
activity on the sagittal (median) plane of the throat, we can calculate the tilt of
the sensor, and using that, we can discriminate between accelerometer output orig-
inating from tilt and accelerometer output originating from an impulse, and further
decompose the latter into AP axis acceleration and SI axis acceleration.
We extracted the following features for the purpose of analysis:
 Peak-to-peak acceleration
 Maximum gyrometer peak
 Maximum sensor tilt
 Time to maximum sensor tilt
 Swallow duration
6.4 Instrumentation for Classification of Swallow-
ing Behaviour
We have seen in literature (see chapter 2) that a number of studies have looked
into constructing classifiers to discriminate dysphagic from healthy patients based
on accelerometry signals. It does not seem wise to the author to attempt to build
a classifier, which is likely to be regarded as a de facto diagnosis system, based on
raw, or even processed, sensor data alone, for several reasons.
Firstly, the significance of any given feature in the data depends entirely on both
the set-up of the sensor, and on the nature of the subject.
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Secondly, to draw a clinically influential conclusion from data requires an ex-
ceptionally sound theoretical basis, and manufacturers of medical instruments are
required by law to demonstrate that their design measures what it claims to measure,
and to a sufficient (and stated) degree of accuracy [104].
Physiology
Instrumentation





Movement of SensorSignals from Sensor
To Software
Figure 6.1: The flow of causality from the physiological source of dysphagia to signals
from throat-mounted sensors
If we examine the causality of the system (see figure 6.1), it is clear that the
signals are abstract by several stages from the state of the subject’s swallowing
(healthy or dysphagic). For clinically useful instrumentation, it is essential that
the inferences that we make should be well founded for each stage from effect to
cause. In the case of laryngeal accelerometry, the first inference that we should
be able to make with confidence should be measurement of laryngeal motion based
on the sensor data. The accuracy of this inference can be independently verified
using simple means, such a model throat, e.g. as described in section 3.3.10. With
this relationship firmly established, it becomes possible to focus research efforts
on characterising and categorising swallowing behaviour based on the measured
laryngeal motion. In addition, the purpose and use of such an instrument can
be more easily understood by clinicians, which fosters trust in the instrument and
encourages clinicians to consider its use in their practice.
Thirdly, there is a serious risk that classifiers designed and tested using data
from only one accelerometry system, are valid only when applied to data from the
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same system. This creates an inherent systemic fragility in an instrument based on
such a classifier: any change to the physical part of the instrument, particularly the
sensor, amplifier or hardware filter, whether due to damage, wear-and-tear, or due to
substitution of parts in the manufacturing process, risks invalidating the intangible
part of the instrument, i.e. the classification software.
Critically, it is not clear how the accuracy of an instrument which returns a
diagnosis from sensor data in a single step can be verified. The design of such an
instrument could be verified using type testing, but the conformity of an individual
instrument to type could not be.
In this body of work, we have sought to establish the causality of specific ac-
celerometry and gyrometry features from known physiological events, and also de-
veloped a means of testing the accuracy of a measuring device which reports on said
features.
6.5 Development of Instrumentation
To demonstrate that a viable instrument for quantitatively measuring laryngeal
elevation during swallowing can be portable, easy to use, and made inexpensively, a
proof-of-concept prototype was constructed to the specifications that were evolved
from our models and analysis of data collected from human participants. The initial
results from the prototype instrument are positive, and do demonstrate that the
approach used is valid. In particular, the instrument calculates sensor tilt in real
time, and from this calculates laryngeal elevation. Our research identified that head-
tilt is a major noise source for using this method; our instrument mitigates the effect
of heat-tilt by using a second sensor to greatly attenuate the head-tilt component
of the throat-mounted sensor’s tilt.
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The instrumentation technique that we developed depends on just a few ele-
ments:
 Two Inertial Measurement Unit-type sensors, which each incorporate
– At least two dimensions of accelerometer
– At least one dimension of gyromter, that measures rotational velocity
around the axis perpendicular to the two accelerometer axes
 The first sensor must be positioned medially, immediately superior to the LP
 The second sensor must be positioned such that it is sensitive to head and
neck gross movement, but not sensitive to laryngeal motion
 A processor with sufficient computational power to perform the necessary cal-
culations in real-time — this can be done on a desktop computer, but for a
truly portable system, a suitable microcontroller should be selected
 There must be some means of outputting the laryngeal elevation to the clini-
cian to a level of detail suitable to the type of assessment that the instrument
is being used for (i.e. screening of full assessment)
Our prototype instrument uses these elements to implement our technique in a
portable and comfortable form-factor.
6.6 Potential for Clinical Use
In chapter 2, we established that detection of silent aspiration, or alternatively
the evaluation of the risk thereof, is of high importance for early intervention in
a significant proportion of dysphagia patients. We established in chapter 1 that
the gold standards, VFSS and FEES, have drawbacks that hinder their routine
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use in early stages of dysphagia assessment. The absence of laryngeal elevation
during deglutation, weak elevation, and delayed elevation are all strong indicators
of insufficient protection of the vocal folds.
We have shown that the combination of single-axis gyrometry with dual-axis
accelerometry of the larynx is effective in detecting and quantifying laryngeal motion
in healthy subjects. From literature, we know that it is possible to discriminate
healthy swallows from dysphagic swallows using accelerometry alone, but without
a clear understanding of the mechanisms which cause particular features of the
accelerometry signal to correlate with the dysphagic swallow, however, it is difficult
to know the limitations of the technique or to inspire the confidence in the technique
necessary for clinical adoption.
By demonstrating how it is possible to measure laryngeal elevation over time
using a combination of accelerometry and gyrometry signals, we have taken an im-
portant step in addressing this limitation of laryngeal accelerometry – the separation
of measurement from clinical interpretation into two steps makes evaluation of the
instrumentation technique simpler and adds transparency to the clinical decision-
making process; it is far more comprehensible for a screening test to indicate dys-
phagia risk due to a physiological indicator such as weak elevation, than an abstract
indicator such as the number of acceleration zero-crossings (as used by Lee [81]).
In terms of practicality, an accelerometry and gyrometry-based system can be
made into a small form-factor, can be battery-powered and therefore highly portable.
Wireless communication may be used to configure the instrument and display its
output. Application of the sensors on the throat is straightforward and non-invasive,
which makes it an attractive candidate for use in screening procedures.
Aside from laryngeal motion, accelerometers have been used for recording sound
from the throat, including swallowing sounds and coughing. Swallowing sounds
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alone have been shown to be ineffective for evaluation of aspiration risk, but there is
also evidence that swallowing sounds have clinical value as one contributing factor
of a larger assessment process. While not assessed in this thesis, the author sees no
reason that prevents swallowing sounds for being detected using the same sensor that
is used for measuring laryngeal motion, in effect producing a multi-modal system
using no additional hardware.
Multi-modal systems were shown in literature to be more sensitive and specific in
discriminating dysphagic subjects from healthy subjects than systems that take data
from only one source. Accelerometry and gyrometry of the larynx may be readily
combined with other non-invasive instrumentation techniques, for instance sEMG.
Electronic instrumentation techniques may also be combined with other tests, such
as the water swallow test, or elements of the Sydney Swallow Questionnaire, to form
a more effective screening test that is still simple to administer.
6.6.1 Clinical Applications
The motivation for the body of work presented in this thesis is to develop quantita-
tive instrumentation for the screening and assessment of dysphagia, which addresses
the draw-backs of the current gold standards of dysphagia assessment.
The distinction between instrumentation for screening and for assessment lies in
the simplicity of the procedure, and the complexity of the data. For assessment, the
clinician is interested in building as complete a picture of the patient’s swallowing
as possible. The appropriateness of an instrument in an assessment setting will be
determined by the trade-off between cost and convenience on one hand, and quality
of relevant information gathered on the other. For screening, it is far more important
that the procedure can be carried out quickly, and by non-specialist clinicians. The
information that a screening instrument outputs must be concise and relevant to
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calculating their personal risk of dysphagia.
In the design of our instrument, there is scope for flexibility in how the data
is presented to the clinician. With the input of the patient’s laryngeal prominence
size, it is possible to output a trace of laryngeal elevation over time. For application
to a screening procedure, it would be more appropriate to develop a routine in the
instrument’s software that seeks to detect elevation of a minimum speed or height,
and plays a tone if a threshold is reached: this would provide the means for an easily
and quickly administered pass/fail screening test.
6.7 Summary of Outcomes
In this thesis, we have presented our results and contributions, which are summarised
here:
 A simulation model was developed, which describes the interaction between
the larynx and a throat-mounted sensor.
 A mechanical model was constructed, which allows the mechanics of laryngeal
elevation to be studied in the absence of other physiological processes.
 Methods and MATLAB tools for processing IMU data, in order to calculate
sensor tilt over time and transpose accelerometer data to subject-centric axes
were developed.
 Our models predicted that sensor tilt can be combined with knowledge of LP
size to measure laryngeal elevation.
 Sensor data captured during experiments with human participants showed
sensor tilt patterns which conformed to our models’ predictions, with peaks
that corresponded with laryngeal elevation.
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 The magnitude of the maximum sensor tilt was shown to correlate linearly
with the LP size of the subject.
 The accelerometer signal during swallowing was shown be predominantly due
to sensor tilt; the remaining accelerometer peak once tilt had been discounted
by use of our transposition technique was shown to coincide with the elevation
of the larynx.
 In experiments with healthy participants, head tilt was identified as the main
impediment for using sensor tilt as a practical indicator of laryngeal elevation.
A method of compensating for head tilt using a second sensor was proposed.
 From the outcomes listed above, an instrumentation technique for measuring
laryngeal elevation in real-time was developed, which incorporates our proposal
for compensating for head tilt.
 A prototype instrument was built, providing proof of concept to support our
instrumentation technique. Our prototype also meets our key criteria for clini-
cal usefulness as a dysphagia screening instrument: it is portable, inexpensive,
non-invasive and provides quantitative measurement of swallowing behaviour.
6.8 Limitations
The work presented in this thesis has the following limitations:
1. The simulation model describes the sensor response to laryngeal elevation only.
In reality, the larynx also moves in an anterior direction, and rotates in a for-
ward direction, during normal swallowing. In addition, the sensor detects
vibrations from the vocal chords and breathing; these two physiological pro-
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cesses were purposefully excluded from the simulation model’s definition, in
order to study the process of swallowing in isolation.
2. Our experiments involved healthy participants only.
3. The instrumentation techniques developed in this thesis measure laryngeal
elevation, which is one aspect of swallowing behaviour. There are other aspects
of swallowing behaviour which are crucial to safe swallowing, for example bolus
preparation and closure of the vocal chords, which would need to be addressed
in an assessment for dysphagia.
6.9 Recommended Directions for Future Work
Based on the limitations listed in section 6.8, we propose the following directions
for future research and development:
Further Simulation Model Development Our simulation model provides the
means to test instrumentation techniques in a virtual environment, outputting test
swallowing sensor data for any combinations of anatomical measurements, laryn-
geal elevation behaviour, sensor position and sensor configuration. Extension of the
model could include the effects of speech and breathing, and head and jaw move-
ment. Further experiments carried out with the simulation model could include an
exploration of the applicability of instrumentation techniques to paediatric subjects,
and exploration of alternative sensor positions on the throat.
Further Instrumentation Development Our prototype instrument provides
proof of concept for our proposed techniques. It is not, however, market-ready. A
further stage in development is necessary to produce a device which meets the essen-
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tial requirements of the MDD. A clinical evaluation with patients under assessment
for dysphagia should then be carried out, in order to determine:
1. The sensitivity in detecting laryngeal dysphagia
2. The specificity in detecting laryngeal dysphagia
3. The sensitivity in detecting silent dysphagia
The third point is crucial, as detecting silent dysphagia is the precise outcome that
the state of art under-performs in, a fact which the development of our technique is
intended to address.
There is also work to be done in developing a practical method of positioning the
sensor reliably, and in measuring LP size, needed for calculating laryngeal elevation
from sensor tilt.
In addition to the above, there is scope for work to be done on optimising and
extending the algorithms used to process the sensor data. Our prototype calculates
tilt in real-time, but does not transpose accelerometer data from the sensor-centric
axes (x′ and y′) to subject-centric axes (x and y). This would provide a far richer
set of information to infer swallowing behaviour from.
Multi-Modal Instrumentation A significant advantage presented by electronic
detection of laryngeal elevation, is the co-ordination of this with instrumentation
of other parts of the swallowing apparatus. In particular, measurement of the time
between the bolus entering the oro-pharynx to the start of laryngeal elevation may
provide an indication of the efficacy of the swallowing reflex. It is similarly worth
exploring the clinical usefulness of measuring the time taken to process the bolus in
the mouth prior to entering the pharynx, as a potential indication of oral dysphagia.
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6.10 Conclusion
In this thesis, we have addressed some of the limitations in the literature, and shown
that inertial measurement units can form the basis of instrumentation useful in the
assessment of dysphagia. We have conducted an objective examination of the state
of art and identified that there is a need for low-cost, portable, non-invasive, and
quantitative instrumentation for dysphagia, and made significant progress towards
making such an instrument a reality.
This work has provided some clarity in the causality of accelerometer signals
during swallowing, and in the process has proven the usefulness of an integrated
gyrometer in measuring laryngeal elevation.
A large quantity of data from a throat mounted IMU has been collected and
analysed. The involvement of participants of both sexes and a wide range of ages in
the collection of this data has ensured that we may have confidence in the applica-
bility of our findings to the general population. We have shown that the difference
between male and female larynges has a significant effect on sensor data, and we
have developed methods of controlling for laryngeal prominence size. We have also
shown that age (21 to 65) does not play a significant factor in the anatomical struc-
ture of the throat, although the literature suggests that swallowing behaviour may
change in geriatric subjects.
Based on our findings, we have developed a prototype instrument, which has
demonstrated the potential of using the relative tilt of a pair of IMUs to measure
laryngeal elevation, to proof-of-concept level.
It is the author’s hope that this body of work may see further development, so
that the methods used in this thesis may introduced into clinical practice, and in
doing so, promote the early detection of dysphagia in at-risk populations.
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The following documents are included here, in order:
 Appeal for Participants – an advertisement for the study
 Participation Application Form – a form for potential participants to register
their interest, and provide enough information for the researcher to evaluate
the applicant against inclusion and exclusion criteria.
 Participant Information Sheet – An explanation of the purpose of the study,
as well as the study procedure, designed to give the participant sufficient
information to provide informed consent.
 Participant Consent Form – A form designed to capture the participant’s writ-
ten consent to be a part of the study.
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Advertising - Participant Appeal Letters 
Study: The effect of inter-personal variation on accelerometer and gyrometer signals during 
swallowing
You are invited to take part in a short PhD study involving non-invasive electronic measurement of 
swallowing. This study intends to investigate how variations of throat anatomy from person to 
person affects signals from sensors placed on the throat during swallows.
We are looking for University students and staff members over the age of 18 in Canterbury. 
Refreshments in the form of tea or coffee with cake or sandwiches will be provided to participants.
You will be required to attend a session during which measurements will be taken of your throat, 
sensors will be placed on your throat, and you will be asked to swallow a few items, such as water, 
yogurt and a biscuit while the sensors record the movement of your larynx. The session is estimated 
to take no more than 15 minutes.
The sensors are small and unobtrusive, non-invasive, and should cause no discomfort.
After the session is complete you will also be asked to fill out a short questionnaire, which should not
take more than 2 minutes. 
If you would like to know more and are interested in taking part and receiving tea/coffee and 
cake/sandwich for your time, please contact me at mh550@kent.ac.uk .
Thanks,
Martin Henderson
Application for Study Participation
Study: The effect of inter-personal variation on accelerometer and gyrometer signals during 
swallowing
Thank-you for your interest in the study.
The purpose of this form is to provide us with information relevant to the study and to choose 
appropriate candidates for participation. The information you provide is confidential and will be 
treated with the utmost care and sensitivity.
Please complete the following:-
Name: Click here to enter text.
Email: Click here to enter text.
Age: Click here to enter text.
Sex: Click here to enter text.
Is there any type of food or drink that you cannot take due to swallowing difficulties?  Yes ☐ No ☐
On average, do you have trouble eating or drinking (e.g. choking or coughing) more than once a 
week? Yes ☐ No ☐
Is there any type of food or drink that you do not take for health or religious reasons? Yes ☐ No ☐
Details (if yes): Click here to enter text.
Have you ever had surgery on your throat? Yes ☐ No ☐ 
Details (if yes): Click here to enter text.
To be completed by researcher; applicant please leave blank:-
Participant ID: Click here to enter text.
Notes:
Click here to enter text.
PARTICIPANT INFORMATION SHEET
Study of the effect that inter-personal variation in throat anatomy
has on accelerometer and gyrometer signals during swallowing
Introduction
Swallowing  difficulties  (dysphagia)  is  a  common side-effect  of  various  health  conditions,
diseases and disabilities. Aside from further deterioration of the sufferer’s health, dysphagia
can have a profound impact on their quality of life, as shared meals are central to human
social behaviour.
To diagnose  and  monitor  dysphagia,  a  new generation  of  sensors  is  needed  to  detect
potential swallowing problems.
Research  into  neck-mounted  inertial  sensors,  such  as  accelerometers  and  gyrometers,
shows that they can detect and describe the characteristics of very small movements in the
throat, but it is currently unknown how the normal variations in physiology from person to
person influences the sensors
Study Purpose
This study is intended to capture accelerometer and gyrometer signals, while swallowing,
from a range of people, so that the interpretation of the sensors can be improved to account
for person-to-person variations in physiology.
Study Procedure
The study will last for approximately 15 minutes; participation is voluntary.
Firstly, measurements will be taken of the participant’s throat.
Secondly, sensors will be placed on the participant’s throat, which will remain in place while
the participant drinks liquids of different viscosities, and a dry food item.
The participant will be informed of the contents of each item, and may refuse any of them
without giving a reason.
The data produced by the sensor will be recorded; this data in non-identifying and contains
no sensitive information.
The sensors are then removed, concluding the study. The participant will then be asked to fill
in a post-study, feedback questionnaire.
Data Protection
All personal information is stored securely.
If the participant wishes any collected information to be excluded from the study, they may
request for it to be destroyed at any point.
12.08.15 V1.1
CONSENT FORM
Title of project: The effect of inter-personal variation on accelerometer and gyrometer 
signals during swallowing
Name of investigator: Martin Henderson
Participant Identification Number for this project:
Please initial box
1. I confirm I have read and understand the information sheet dated 
12.08.15 (version 1.1) for the above study.  I have had the 
opportunity to consider the information, ask questions and have 
had these answered satisfactorily.
2. I understand that my participation is voluntary and that I am free to 
withdraw at any time without giving any reason.  (Contact the lead 
researcher on 07748259884, if not present).
3. I understand that my responses will be anonymised before 
analysis.  I give permission for members of the research team to 
have access to my anonymised responses.
4. I agree to take part in the above research project.
Name of participant Date Signature
Name of person taking consent
(if different from lead researcher)
Date Signature
To be signed and dated in presence of the participant
Lead researcher Date Signature
Copies:




The following documents are included here, in order:
 Larynx Simulation Model .m file — The simulation model experiment and
visualisation.




File description ...................................................................................................................  1
Parameter Setup ..................................................................................................................  1
Variable Initialization ..........................................................................................................  1
Main Simulation Routine ......................................................................................................  1
Visualization of Results .......................................................................................................  2
File description
Simulation Model of the effect of larynx elevation on a dual-axis accelerometer and integrated gyrometer
for varying parameters Author: Martin Henderson
Parameter Setup
Define range of LP size and  to simulate
% Range of laryngeal prominence sizes
lp_size = 0.001:0.0005:0.015;









The range of LP size and  are iterated over, returning the sensor signals for the given parameters. For
each iteration, the size of key features (maximum acceleration, maximum tilt and maximum rotational
velocity) are extracted from the signals and stored in max_x, max_th and max_phi, respectively.
progress = waitbar(0, 'Calculating');
for i = 1:n
for j = 1:m
    waitbar((i/n)+(j/(m*n)));
    %Run simulation for current parameters - requires
 simulate_larynx.m
    [t,sx,sy,th,ax,ay,g,a] = simulate_larynx(delta_t(i),1,lp_size(j));
Larynx Simulation Model.m
2
    %Calculate accelerometer peak-to-peak amplitude
    max_x(i,j) = max(a(1,:))-min(a(1,:));
    %Calculate maximum sensor tilt
    max_th(i,j)  = max(th);
    %Calculate maximum gyrometer output
    max_phi(i,j) = max(g);
    %figure;plot(t,sqrt(ax.*ax + ay.*ay));





Surface diagrams of the simulation predictions are plotted to communicate the findings.
figure;surf(lp_size*1000,0.01./delta_t,max_x);xlabel('LP size
 (mm)');ylabel('Speed of Elevation (ms^{-1})');zlabel('X axis
 acceleration (ms^{-2})');
figure;surf(lp_size*1000,0.01./delta_t,max_th*(180/pi));xlabel('LP
 size (mm)');ylabel('Speed of Elevation (ms^{-1})');zlabel('Maximum
 Tilt (degrees)');
figure;surf(lp_size*1000,0.01./delta_t,max_phi*(180/pi));xlabel('LP
 size (mm)');ylabel('Speed of Elevation (ms^{-1})');zlabel('Maximum
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1simulate_larynx.m
Table of Contents
Function Description ............................................................................................................  1
Sensor angles are calculated based on LP size .......................................................................... 2
Calculate event timings based on  ....................................................................................  3
Calculate sensor positions .....................................................................................................  3
Low-Pass Filter to smoothen motion ......................................................................................  4
Calculate Accelerometer and Gyrometer outputs .......................................................................  4
Boundary Clipping ..............................................................................................................  5
Function Description
Simulate the output of a dual-axis accelerometer and integrated gyrometer for a given speed of elevation,
aximum-elevation hold duration, and laryngeal prominence size.
PARAMETERS
• delta_t: period of elevation in seconds
• hold: duration of hold at maximum elevation in seconds
• laryngeal_prominence_size: in meters
RETURNS
• t: time vector in seconds
• x_pos: x axis position vector in meters
• y_pos: y axis position vector in meters
• theta: orientation of sensor in degrees
• ax: x' axis acceleration in meters per second squared
• ay: y' axis acceleration in meters per second squared
• g: rotation of sensor in degrees per second
Author: Martin Henderson



















G = [0, 9.81];
Sensor angles are calculated based on LP size
As the LP size is increased, the angle of the sensor both before elevation and at maximum elevation are
accentuated, as shown in the diagram below:
simulate_larynx.m
3
The angles at these three laryngeal elevations - resting position, LP at sensor level and maximum elevation




theta = theta+angle1;%default angle
Calculate event timings based on 



















The displacement of the sensor is 0 when the larynx is at rest and the same as the size of the LP when
the LP is at the level of the sensor. We are estimating that the excursion of the crichoid cartilage is 1mm
beyond the skin superior to the LP when at rest.
%Elevation
for k = n1:n2
    theta(k) = angle1 + (k-n1)*(angle2-angle1)/(n2-n1);
    x_pos(k) = 0 + (k-n1)*(dpi-0)/(n2-n1);
    y_pos(k) = 0 + (k-n1)*(0.001-0)/(n2-n1);
end
for k = n2:n3
    theta(k) = angle2 + (k-n2)*(angle3-angle2)/(n3-n2);
    x_pos(k) = dpi + (k-n2)*(0.001-dpi)/(n3-n2);
    y_pos(k) = 0.001 + (k-n2)*(0.000-0.001)/(n3-n2);
end
%Hold
for k = n3:nh
    theta(k) = angle3;
    x_pos(k) = 0.001;
simulate_larynx.m
4
    y_pos(k) = 0;
end
%Delevation
for k = nh:n4
    theta(k) = angle3 + (k-nh)*(angle2-angle3)/(n4-nh);
    x_pos(k) = 0.001 + (k-nh)*(dpi-0.001)/(n4-nh);
    y_pos(k) = 0.000 + (k-nh)*(-0.001-0.000)/(n4-nh);
end
for k = n4:n5
    theta(k) = angle2 + (k-n4)*(angle1-angle2)/(n5-n4);
    x_pos(k) = dpi + (k-n4)*(0.000-dpi)/(n5-n4);
    y_pos(k) = -0.001 + (k-n4)*(0.000+0.001)/(n5-n4);
end
Low-Pass Filter to smoothen motion
We use a low-pass filter to simulate a small inertia of the sensor, making the motion and rotation of the
sensor more natural.
Without this filter, instantaneous changes in velocity produces acceleration spikes, which are unrealistic
and therefore defeat the purpose of the model.
fn = floor(100*dt);
temp = [theta;x_pos;y_pos];
for k = 1+fn:N-fn
    temp(1,k) = mean(theta((k-fn):(k+fn)));
    temp(2,k) = mean(x_pos((k-fn):(k+fn)));





for k = 1+fn:N-fn
    temp(1,k) = mean(theta((k-fn):(k+fn)));
    temp(2,k) = mean(x_pos((k-fn):(k+fn)));





Calculate Accelerometer and Gyrometer out-
puts
The acceleration vector must be composed from the gravitational vector and the second time-derivative of
sensor motion, then projected onto X' and Y' axes, which are determined by the instantaneous sensor angle.
The gyrometer output is simply the first time-derivative of the sensor angle.
a = zeros(2,length(t));
for k = 1:N-1
    g(k) = (theta(k+1) - theta(k))/interval;
simulate_larynx.m
5
    v = [(x_pos(k+1)-x_pos(k))/interval,(y_pos(k+1)-y_pos(k))/
interval];
    a(:,k) = [0,0];
    aT = a(:,k);
    if k>1
        a(:,k) = (v-[(x_pos(k)-x_pos(k-1))/interval,(y_pos(k)-
y_pos(k-1))/interval])/interval;
    end
    aT = a(:,k)'+G;
    ax(k) = a(1,k)*cos(theta(k))-a(2,k)*sin(theta(k));
    ay(k) = a(2,k)*cos(theta(k))+a(1,k)*sin(theta(k));
    axG(k) = G(1)*cos(theta(k))-G(2)*sin(theta(k));
    ayG(k) = G(2)*cos(theta(k))+G(1)*sin(theta(k));
    axT(k) = aT(1)*cos(theta(k))-aT(2)*sin(theta(k));
    ayT(k) = aT(2)*cos(theta(k))+aT(1)*sin(theta(k));
end
Boundary Clipping
Signals calculated from derivatives require a buffer of up to two valid values. The first value and last two
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Appendix C
Source Code for Data-Capture
Software and Data-Processing
Tools
The source code for the following software tools are included here, in order:
 Data capture software – Software for capturing sensor data, visualising it in
real time, and saving it to disk; written in the Processing programming lan-
guage.
 correct for gravity.m – A tool for removing the effects of sensor tilt from ac-
celerometry data; written in the MATLAB programming language.
 mark events.m – A tool for identifying and saving the start and end points of
swallowing events; written in the MATLAB programming language.
160
Data Capture and Visualisation Software Listing
1 // Dysphagia sensor data capture




6 PrintWriter output file;
7
8 String portName = "/dev/tty.usbmodem401851"; // Sensor Board COM ...
port name
9 String filename = ""; // Output file location
10 String folder = "./";
11
12 Serial port; // The serial port
13 char[] packet = new char[14]; // incoming data
14 int serialCount = 0; // current packet byte position
15 int aligned = 0;
16 int interval = 0;
17
18 boolean eating = false;
19 boolean begin swallow = false;
20 boolean end swallow = false;
21
22 int x = 0, y = 0, z = 0, a = 0, b = 0, c = 0;
23 int mean x = 0;
24 int mean y = 0;
25 int mean z = 0;
26 int mean a = 0;
27 int mean b = 0;
28 int mean c = 0;
161
29 float x mag = 0;
30 float y mag = 0;
31 float z mag = 0;
32 float a mag = 0;
33 float b mag = 0;
34 float c mag = 0;
35









45 int mag xyz[] = buffer;
46 int xv[] = buffer;
47 int yv[] = buffer;
48 int zv[] = buffer;
49 int av[] = buffer;
50 int bv[] = buffer;
51 int cv[] = buffer;
52
53 // Put new values into rotating buffer arrays ==============
54
55 void new x(int nx)
56 {
57 for (int i = 0; i < 99; i++)
58 {
59 xv[i] = xv[i+1];
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60 mean x += xv[i];
61 }
62 xv[99] = nx;
63
64 mean x /= 100;
65 }
66
67 void new y(int ny)
68 {
69 for (int i = 0; i < 99; i++)
70 {
71 yv[i] = yv[i+1];
72 mean y += yv[i];
73 }
74 yv[99] = ny;
75
76 mean y /= 50;
77 }
78
79 void new z(int nz)
80 {
81 for (int i = 0; i < 99; i++)
82 {
83 zv[i] = zv[i+1];
84 mean z += zv[i];
85 }
86 zv[99] = nz;
87





92 void new a(int na)
93 {
94 for (int i = 0; i < 99; i++)
95 {
96 av[i] = av[i+1];
97 mean a += av[i];
98 }
99 av[99] = na;
100
101 mean a /= 100;
102 }
103
104 void new b(int nb)
105 {
106 for (int i = 0; i < 99; i++)
107 {
108 bv[i] = bv[i+1];
109 mean b += bv[i];
110 }
111 bv[99] = nb;
112
113 mean b /= 100;
114 }
115
116 void new c(int nc)
117 {
118 for (int i = 0; i < 99; i++)
119 {
120 cv[i] = cv[i+1];
121 mean c += cv[i];
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122 }
123 cv[99] = nc;
124
125 mean c /= 100;
126 }
127
128 void new mag(int mag)
129 {
130 for (int i = 0; i < 199; i++)
131 {
132 mag xyz[i] = mag xyz[i+1];
133 }




138 void open file(String fname)
139 {
140 int dup = 1;
141 while (true){
142 File f = new File(fname+dup+".csv");
143 if (!f.exists()) break;
144 print("File Exists: ");
145 println(fname+dup+".csv");




150 filename = fname+".csv";





155 int countdown = 0;
156 String last recording = "55/water.csv";
157 void close file()
158 {
159 last recording = filename;
160 filename = "";




165 screen = 3;





171 // Initialization ================================================
172
173 void setup() {
174 size(1200, 600);
175





181 // open the serial port




185 boolean pause = false;
186
187 boolean drawing = false;
188
189
190 // Graphical display ========================================
191
192 int screen = 0;
193 String id text = "";
194 String id = "";
195
196 int buttonX, buttonY;
197





203 if (mouseX > buttonX && mouseY > buttonY && mouseX < ...






209 buttonX = 650;
210 buttonY = (height/2) - 50;
211 rect(buttonX, buttonY, 200, 70);
212 fill(255);





217 // pause function
218 if(pause)return;
219
220 drawing = true;
221 // black background
222 background(0);
223
224 // green line
225 stroke(0,255,0);
226
227 line(0, 50, displayWidth, 50);
228 line(0, 550, displayWidth, 550);
229
230 display playpause(550,0, width, height-550);
231
232 for (int i = 0; i < 98; i++)
233 {
234 float x1 = (i*12);
235 float x2 = ((i+1)*12);
236 float x3 = ((i+2)*12);
237
238 float xs = (x1+x2) / 2;
239 float xf = (x2+x3) / 2;
240
241
242 // acceleration x
243 float y1 = 400 - (((xv[i]-mean x)*350)/(32768));
244 float y2 = 400 - (((xv[i+1]-mean x)*350)/(32768));
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245 float y3 = 400 - (((xv[i+2]-mean x)*350)/(32768));
246
247 float ys = (y1+y2) / 2;











259 stroke(255, 0, 0);
260 bezier(xs,ys,x2,y2,x2,y2,xf,yf);
261
262 // acceleration z
263 y1 = 400 - (((zv[i]-mean z)*350)/(32768));
264 y2 = 400 - (((zv[i+1]-mean z)*350)/(32768));
265 y3 = 400 - (((zv[i+2]-mean z)*350)/(32768));
266
267 ys = (y1+y2) / 2;












279 stroke(0, 0, 255);
280 bezier(xs,ys,x2,y2,x2,y2,xf,yf);
281
282 // gyro y
283 y1 = 400 - (((bv[i])*350)/(32768));
284 y2 = 400 - (((bv[i+1])*350)/(32768));
285 y3 = 400 - (((bv[i+2])*350)/(32768));
286
287 ys = (y1+y2) / 2;















303 drawing = false;
304 break;
305 case 3:
306 if (countdown < 1)
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307 {
308 screen = 1;
309 }
310 display recording(last recording, 0, 0, width, height);




315 boolean lock = false;
316 int lock count = 0;
317
318
319 // Process serial input from COM port ===========================
320 void serialEvent(Serial port) {
321
322 // expected format:
323 // acc x high | acc x low | acc y high | ... | gyro z low | ...
"aaaaaaaaaaaa"
324
325 interval = millis();
326 if (lock)
327 {
328 while (port.available() ≥ 24) {
329 x = (port.read() << 8) & 0xff00;
330 x |= (port.read() & 0xff);
331 //println("x: " + binary(x));
332 if ((x & 0x8000) != 0) x -= 0x10000;
333 y = (port.read() << 8) & 0xff00;
334 y |= (port.read() & 0xff);
335 if ((y & 0x8000) != 0) y -= 0x10000;
336 z = (port.read() << 8) & 0xff00;
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337 z |= (port.read() & 0xff);
338 if ((z & 0x8000) != 0) z -= 0x10000;
339 a = (port.read() << 8) & 0xff00;
340 a |= (port.read() & 0xff);
341 if ((a & 0x8000) != 0) a -= 0x10000;
342 b = (port.read() << 8) & 0xff00;
343 b |= (port.read() & 0xff);
344 if ((b & 0x8000) != 0) b -= 0x10000;
345 c = (port.read() << 8) & 0xff00;
346 c |= (port.read() & 0xff);
347 if ((c & 0x8000) != 0) c -= 0x10000;
348
349 //print ("x: "); println(x);
350 //print ("y: "); println(y);
351 //print ("z: "); println(z);
352
353 // 12 a's
354 if (port.read() != 'a') lock = false;
355 if (port.read() != 'a') lock = false;
356 if (port.read() != 'a') lock = false;
357 if (port.read() != 'a') lock = false;
358 if (port.read() != 'a') lock = false;
359 if (port.read() != 'a') lock = false;
360 if (port.read() != 'a') lock = false;
361 if (port.read() != 'a') lock = false;
362 if (port.read() != 'a') lock = false;
363 if (port.read() != 'a') lock = false;
364 if (port.read() != 'a') lock = false;
365 if (port.read() != 'a') lock = false;
366
367 // if all is still well, print to file
172
368 float t = millis();
369 t=t/1000;
370 if (lock && /*t>2.0 &&*/ recording){
371 int marker = 0;
372 if (eating){
373 eating = false;
374 marker = 1;
375 }else if (begin swallow){
376 begin swallow = false;
377 marker = 2;
378 }else if (end swallow){
379 end swallow = false;





















400 while (port.available() > 0)
401 {
402 int ch = port.read();




407 if (lock count == 12)
408 {
409 lock = true;










420 String filename input = "";
421
422 void keyPressed() {




427 else if (' ' == key)
428 {
429 pause = !pause;
174
430 }
431 else if (key == ENTER && screen == 0) {
432 id selected();
433 }







441 else if (key == BACKSPACE)
442 {
443 if (screen == 0){
444 id text = id text.substring(0,max(0,id text.length()-1));
445 }else if (screen == 1){
446 filename input = filename input.substring(0
447 ,max(0,filename input.length()-1));
448 }
449 }else if (recording){
450 if (key == 'q' | | key == 'Q'){
451 eating = true;
452 }else if(key == 'w' | | key == 'W'){
453 begin swallow = true;
454 }else if(key == 'e' | | key == 'E'){
455 end swallow = true;
456 }
457 }else if(screen == 0){
458 id text+=key;
459 }






465 void id selected(){
466 screen = 1;








475 int pp x, pp y, pp r;
476
477 void mouseClicked(){
478 if (screen == 0 && mouseX > buttonX && mouseY > buttonY
479 && mouseX < buttonX+200 && mouseY < buttonY+70){
480 id selected();









490 boolean recording = false;
491
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492 void display playpause(int t, int l, int w, int h)
493 {
494 pp x = l + width - 2*h;
495 pp y = t +h/5;




500 text("Recording name: ", l+10, t+2*(h/3));
501 fill(255,100,100);
502 if (recording){
503 text(filename, l+350, t+2*(h/3));
504 fill(255,40,40);
505 ellipse(pp x+pp r,pp y+pp r,pp r*2, pp r*2);
506 fill(255,0);
507 rect(pp x+(pp r/2),pp y+(pp r/2),pp r, pp r);
508 }else{
509 text(filename input, l+350, t+2*(h/3));
510 fill(40,255,40);
511 ellipse(pp x+pp r,pp y+pp r,pp r*2,pp r*2);
512 fill(255,0);
513 triangle(pp x+3*(pp r/5),pp y+(pp r/2),pp x+3*(pp r/5)




518 void start recording(){
519 println("Opening file... "+folder+filename input);
520 open file(folder+filename input);




524 void end recording(){
525 recording = false;





531 boolean overCircle(int x, int y, int radius) {
532 float disX = x - mouseX;
533 float disY = y - mouseY;
534 if(sqrt(sq(disX) + sq(disY)) < radius ) {
535 return true;










546 void display recording(String recording,
547 int t, int l, int w, int h)
548 {
549
550 if (recording != dname)
551 {
552
553 T = new FloatList();
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554 g1 = new FloatList();
555 g2 = new FloatList();
556
557 dname = recording;
558
559 BufferedReader b = createReader(dname);
560 String line = null;
561 boolean flip = true;
562 while(true){
563 try{
564 line = b.readLine();
565 }catch (IOException e){
566 e.printStackTrace();
567 line = null;
568 }
569 if (line != null){




574 flip = false;
575 }else{
576 g2.append(Float.parseFloat(words[5]));











587 float yp1 = g1.max();
588 float yn1 = g1.min();
589 float yr1 = yp1-yn1;
590
591 float yp2 = g2.max();
592 float yn2 = g2.min();
593 float yr2 = yp2-yn2;
594
595 float xp = T.max();
596 float xn = T.min();




601 for (int i = 1; i < T.size(); i++){
602 float x1 = (T.get(i-1) - xn)*w/xr;
603 float x2 = (T.get(i) - xn)*w/xr;
604 float y1 = (g1.get(i-1) - yn1)*h/(yr1*2);
605 float y2 = (g1.get(i) - yn1)*h/(yr1*2);
606 float y3 = (g2.get(i-1) - yn2)*h/(yr2*2);









Listing of MATLAB tool for removing the effects of tilt from ac-
celerometry
1 function [ corr x, corr y, abs x, abs y, tilt ] = ...
correct for gravity( x, y, g, t )
2 % CORRECT FOR GRAVITY Removes the gravity vector from ...
accelerometer data
3 % Integrates the gyrometer data, corrects for drift. and uses ...
this to
4 % remove the gravity vector from 2D accelerometer data.
5 % x,y is accelerometer data in Gs (9.81 m/sˆ2)
6 % g is gyro data in rad/s
7 % t is time in s
8 %
9 % Author: Martin Henderson
10
11 interval = (t(end)-t(1))/(length(t)-1);
12
13 d1 = -atan2(x,y);
14 %move away from arctan transition
15 trans=0;
16 while d1(1)+trans<-pi/2
17 trans = trans+pi/4;
18 end
19 while d1(1)+trans>pi/2
20 trans = trans-pi/4;
21 end
22 d1 = d1+trans;
23 %correct arctan jumps
24 for i = 2:length(d1)
181
25 while d1(i)<-pi
26 d1(i) = d1(i)+2*pi;
27 end
28 while d1(i)>pi
29 d1(i) = d1(i)-2*pi;
30 end
31 while d1(i)-d1(i-1)>pi
32 d1(i) = d1(i) -2*pi;
33 end
34 while d1(i-1)-d1(i)>pi
35 d1(i) = d1(i) +2*pi;
36 end
37 end
38 d1 = d1-trans;
39
40 d2 = (cumsum(g)*interval);
41
42 th0 = mean(d1(1:101));
43 thf = mean(d1(end-100:end));
44 phiE1 = (thf-th0)/(t(end)-t(1));
45 phiE2 = (mean(d2(end-100:end))-mean(d2(1:101)))/(t(end)-t(1));
46
47 phiE = phiE2-phiE1;
48
49 %%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%
50 % Correction of th0, phiE and T
51 %%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%
52
53 phiEadj = 1;
54 th0adj = 0;
55 Tadj = 1;
182
56 T = interval;
57




62 str = '0';
63 warndlg('Input must be numerical');
64 end




69 str = '0';
70 warndlg('Input must be numerical');
71 end




76 str = '0';
77 warndlg('Input must be numerical');
78 end
79 Tadj = str2num(str);
80
81 plot(haxes,t,d1,'r',t,(d2 - phiE*t*phiEadj)*Tadj + ...
th0+th0adj,'b');
82 title('correctness of fit');
83 end
84
85 f = figure;
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86 ax = axes('Parent',f,'position',[0.13 0.39 0.77 0.54]);
87 plot(ax,t,d1,'r',t,(d2 - phiE*t*phiEadj)*Tadj + th0+th0adj,'b');
88 title('correctness of fit');
89
90 b1 = uicontrol('Parent',f,'Style','edit','Position',...
91 [81,134,419,23],'String',th0adj);
92 bgcolor = f.Color;
93 bl1 = uicontrol('Parent',f,'Style','text','Position',...
94 [50,130,23,23],'String','-0.1','BackgroundColor',bgcolor);
95 bl2 = uicontrol('Parent',f,'Style','text','Position',...
96 [500,130,23,23],'String','0.1','BackgroundColor',bgcolor);
97 bl3 = uicontrol('Parent',f,'Style','text','Position',...





103 b2 = ...
uicontrol('Parent',f,'Style','edit','Position',[81,85,419,23],...
104 'String',phiEadj);
105 bgcolor = f.Color;
106 bl5 = ...
uicontrol('Parent',f,'Style','text','Position',[50,85,23,23],...
107 'String','-2','BackgroundColor',bgcolor);
108 bl6 = ...
uicontrol('Parent',f,'Style','text','Position',[500,85,23,23],...
109 'String','2','BackgroundColor',bgcolor);
110 bl7 = ...
uicontrol('Parent',f,'Style','text','Position',[215,64,150,23],...






116 b3 = ...
uicontrol('Parent',f,'Style','edit','Position',[81,30,419,23],...
117 'String',Tadj);






124 'String','Adjustment for ...
T','BackgroundColor',bgcolor);
125
126 b1.Callback = @(es,ed) calc adj(b1,b2,b3, ax);
127 b2.Callback = @(es,ed) calc adj(b1,b2,b3, ax);








136 d2 = (d2 - phiE*t*phiEadj)*Tadj + th0+th0adj;
137 interval = T*Tadj;
138
139 %%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%




143 Gx = 1;%9.81;
144 Gy = 1;%9.81;
145
146 d3 = sqrt(y.*y + x.*x);
147 d4 = [-d3.*sin(d1); d3.*cos(d1)];
148
149 th = 0:pi/50:2*pi;
150 xunit = Gx * sin(th);
151 yunit = Gy * cos(th);
152
153 function [] = calc g(h1, h2, haxes)
154 Gx = get(h1,'value');
155 Gy = get(h2,'value');
156
157 xunit = Gx * sin(th);













171 f = figure;







178 title('correctness of fit');
179 hold off
180
181 b3 = uicontrol('Parent',f,'Style','slider','Position',...
182 [81,74,419,23],'value',Gx, 'min',0.8, 'max',1.2);
183 bgcolor = f.Color;
184 bl8 = uicontrol('Parent',f,'Style','text','Position',...
185 [50,74,23,23],'String','9','BackgroundColor',bgcolor);
186 bl9 = uicontrol('Parent',f,'Style','text','Position',...
187 [500,74,23,23],'String','12','BackgroundColor',bgcolor);
188 bl10 = uicontrol('Parent',f,'Style','text','Position',...




193 b4 = uicontrol('Parent',f,'Style','slider','Position',...
194 [81,30,419,23],'value',Gy, 'min',0.8, 'max',1.2);
195 bgcolor = f.Color;
196 bl5 = uicontrol('Parent',f,'Style','text','Position',...
197 [50,30,23,23],'String','9','BackgroundColor',bgcolor);
198 bl6 = uicontrol('Parent',f,'Style','text','Position',...
199 [500,30,23,23],'String','12','BackgroundColor',bgcolor);
200 bl7 = uicontrol('Parent',f,'Style','text','Position',...






206 b3.Callback = @(es,ed) calc g(b3,b4, ax);







214 d5 = [-Gx.*sin(d2); Gy.*cos(d2)];
215
216 d6 = d4-d5;
217
218 corr x = d6(1,:);




223 % Transpose Acceleration to Reference Axes
224 %%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%
225
226 abs x = corr x.*cos(-d2) - corr y.*sin(-d2);







Listing of MATLAB tool for marking the timings of swallowing events
1 % Marks events






8 for m = 1:M
9 t = swallowing data{3,m}.t;
10 for n = 1:2 % # of IMUs
11 disp([swallowing data{1,m},', ',swallowing data{2,m},...
12 ', imu', num2str(n)])
13 tilt = swallowing data{3+n,m}.tilt;
14 T1 = 0;
15 T2 = 0;
16




21 f = figure;












33 b3 = uicontrol('Parent',f,'Style','slider','Position',...
34 [81,90,419,23],'value',T1, 'min',min(t), 'max',max(t));
35 bgcolor = f.Color;
36 bl8 = uicontrol('Parent',f,'Style','text','Position',...
37 [50,90,23,23],'String',num2str(min(t)),...
38 'BackgroundColor',bgcolor);
39 bl9 = uicontrol('Parent',f,'Style','text','Position',...
40 [500,90,23,23],'String',num2str(max(t)),...
41 'BackgroundColor',bgcolor);





47 b4 = uicontrol('Parent',f,'Style','slider','Position',...
48 [81,50,419,23],'value',T2, 'min',min(t), 'max',max(t));
49 bgcolor = f.Color;
50 bl5 = uicontrol('Parent',f,'Style','text','Position',...
51 [50,50,23,23],'String',num2str(min(t)),...
52 'BackgroundColor',bgcolor);
53 bl6 = uicontrol('Parent',f,'Style','text','Position',...
54 [500,50,23,23],'String',num2str(max(t)),...
55 'BackgroundColor',bgcolor);







62 b3.Callback = @(es,ed) disp T(b3,b4, ax, [t;tilt]);
63 b4.Callback = @(es,ed) disp T(b3,b4, ax, [t;tilt]);
64
65 btn = uicontrol(f,'Style', 'pushbutton', 'String',...
66 'Add Events','Position',[81,0,419,23],'Value',events);
67








76 % Redraw eventing marks
77 function [] = disp T(h1, h2, haxes, graph)
78 T1 = get(h1,'value');










89 % Save timing of events
90 function [] = set T(h1, h2)
91 T1 = get(h1,'value');
191
92 T2 = get(h2,'value');
93 load('events.mat');
94
95 events(end+1,:)=[T1,T2]
96
97 save('events.mat','events');
98 end
192
